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Abstract
Titanium and its alloys are becoming very promising materials in biomedi-
cine due to their excellent properties. However, their poor tribological behavior 
characterized by high friction coefficient and severe adhesive wear is their main 
limitation. Surface modification technologies based on electrochemical and 
physical techniques have been successfully employed to improve the tribological 
performance and osseointegration of Titanium materials, ensuring an effective 
protection against both wear and corrosion. For instance, anodizing and plasma 
electrolytic oxidation (PEO) are two electrochemical techniques that allow the 
growth of an oxide film of high hardness and good adhesion. The formation 
of these oxide films in electrolytes with bioactive elements has been reported 
to enhance cell functionalities and improve the tribocorrosion performance of 
Titanium surfaces considerably. Similarly, physical vapor deposition (PVD) 
technologies such as cathodic arc evaporation (CAE) and magnetron sputtering 
(MS) are commonly used today for the growth of protective hard coatings on 
different Titanium components in the biomedical field. Diamond-like-carbon 
(DLC) and transition metal nitride (MeNx) and carbide (MeCx) protective 
films grown by PVD have proven to be excellent candidates to enhance Titanium 
and Titanium alloys performance and durability, owing to their excellent adhe-
sion, high hardness, low friction coefficient and enhanced wear and corrosion 
resistance.
Keywords: Titanium, Titanium alloys, surface treatments, anodizing, 
plasma electrolytic oxidation, physical vapor deposition, osseointegration
1. Introduction
Biomaterials are of great importance in medicine because of their ability to treat, 
improve, or replace damaged tissues, organs of body functions. Apart from ceram-
ics, polymers, and composites, metallic materials rank distinguished in the field 
of biomaterials. Titanium (Ti) is considered the most biocompatible of all metals 
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because of its superior resistance to corrosion from bodily fluids, bio-inertness, 
capacity for osseointegration, and high fatigue limit. Titanium develops a very 
strong passivating oxide layer which forms naturally in the presence of oxygen on 
its surface. This protective oxide film, with a thickness of 3–10 nm [1] is strongly 
adhered, insoluble, and chemically impermeable, preventing reactions between the 
metal and the surrounding environment.
Titanium was first used in surgery in the 1950s and in dentistry a decade earlier. 
Recently, Titanium-based materials are attracting much interest as implantable 
materials because of their superior corrosion resistance, better mechanical proper-
ties such as remarkably high specific strength, low elastic modulus, and excellent 
biocompatibility compared to other competing biomaterials like stainless steel, 
Co-Cr alloys and nitinol alloys. They are now extensively and routinely accepted 
by medical professionals as the material of choice for prosthetics, internal fixation, 
inner body devices and instrumentation.
Ti6Al4V is the most commonly used Titanium alloy in orthopedic applications, 
for knee and hip prosthesis bone screws, and plates. It is as strong as steel and twice 
as strong as aluminum, but it is 45% lighter than steel and only 60% heavier than 
aluminum. This alloy is widely used as hard-tissue replacements in artificial bones 
and joints because of their outstanding characteristics such as high strength, low 
density, immunity to corrosion, complete inertness to body environment, enhanced 
compatibility, relatively low Young’s Modulus and high capacity to join with bone 
or other tissues. However, the most important limitation of this and other Titanium 
alloys is their poor tribological behavior characterized by a high friction coefficient, 
and a low wear resistance, suffering from a severe adhesive wear [2].
Research and development on Titanium’s medical applications are concentrated 
on new alloys, production technologies and surface treatments that improve 
biocompatibility and prevent fretting fatigue. Nowadays, the relatively poor tribo-
logical properties and possible corrosion problems of orthopedic devices made of 
Titanium alloys have led to the development of suitable surface treatments to effec-
tively increase near-surface strength, improving the hardness and abrasive/adhesive 
wear resistance, thereby reducing the friction coefficient as well as avoiding or 
reducing the transference of ions from the surface or bulk material to the surround-
ing tissue, and improving biocide capacity and osseointegration of implants. Some 
surface treatment methods prone to be applied to achieve these objectives could be 
mechanical, chemical, electrochemical and physical methods. Mechanical meth-
ods such as machining, grinding, polishing and blasting produce specific surface 
topographies to improve adhesion in bonding. Chemical methods include acidic or 
alkaline treatments, hydrogen peroxide treatment and sol-gel, whose main objective 
is to improve biocompatibility, bioactivity or bone conductivity as well as chemical 
vapor deposition (CVD) for improving wear and corrosion resistance and blood 
compatibility, and biochemical techniques for inducing specific cell and tissue 
responses. Electrochemical methods include anodic oxidation, cathodic deposition 
and plasma electrolytic oxidation for improving corrosion resistance, biocompat-
ibility, bioactivity or osseointegration. Physical methods involve thermal spray, 
physical vapor deposition (PVD), ion implantation/deposition and glow discharge 
plasma treatments for improving mainly wear and corrosion resistance.
In this chapter, two very promising surface modification methods, electrochemi-
cal and physical techniques, have been considered to develop highly corrosion- and 
wear-resistant and totally biocompatible coatings with improved osseointegration 
properties that extend the performance of Titanium alloys-based systems, several 
times beyond its natural capacity.
Electrochemical techniques such as anodizing and plasma electrolytic oxida-
tion (PEO) have been employed to synthesize well-controlled ceramic-like oxide 
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TiO2 films with improved features. Both techniques are simple, cheap and effective 
electrolytic passivation processes used to increase the thickness of the natural 
oxide layer on the surface of Titanium-based materials parts. In both techniques, 
a biocompatible and corrosion resistant oxide layer of high hardness and good 
adhesion is generated on the surface of the alloy. In anodizing, the part to be treated 
forms the anode electrode of an electrolytic cell. A direct current is passed through 
the part to be anodized while submerged in a water-based electrolyte. The water 
breaks down, liberating oxygen at the surface of the part, which then combines 
with the Titanium to form the thick Titanium oxide layer. Thickness is determined 
by the level of electrical current and the process duration applied. In PEO method, 
the layers are formed by polarizing the Titanium-based part to the dielectric 
breakdown voltage in a suitable electrolyte. A wide range of polarization conditions 
are available for formation of the coatings, including DC (direct current) and AC 
(alternating current), with control of the current, voltage or power supplied to the 
cell. The main differences between anodizing and PEO techniques rely on the lower 
voltage that is used for anodizing with no discharges/plasma generation during the 
process, and higher thickness in case of PEO. Despite the similarities between both, 
the lower voltage applied during anodizing significantly influences the properties of 
the anodic film grown during the process in what regards morphology, topography, 
chemistry and crystalline structure. The formation of Titanium oxides by anodizing 
in electrolytes composed of bioactive elements, has been reported as a very promis-
ing method either to enhance cell functionalities or to improve the tribocorrosion 
performance of Titanium surfaces. The ceramic oxide layers generated by PEO 
technique are characterized by a high corrosion and wear resistance. The oxide 
layers generated by PEO on Titanium alloys have been observed to have a suitable 
topography for cellular proliferation, and improve the wear-corrosion response of 
the substrate considerably.
As well, physical vapor deposition (PVD) technologies are commonly used today 
for the growth of protective hard coatings on different Titanium components in the 
biomedical field. Among them, cathodic arc evaporation (CAE) and magnetron 
sputtering (MS) techniques are the most popular ones. Diamond-like-carbon 
(DLC) and transition metal nitride (MeNx) and carbide (MeCX) protective films 
grown by PVD techniques have proven to be excellent candidates to enhance 
Titanium and Titanium alloys performance and durability in biomedical applica-
tions, owing to their excellent adhesion, high hardness, low friction coefficient 
and enhanced wear and corrosion resistance in body fluids. Besides this, PVD 
process parameters can be tuned to develop biomedical protective coatings with 
tailored properties. Particularly, Ti-C-N, Ti-C-N + Ag, Ti_DLC, (Ti,Zr)CN, TaN 
and TaN_Ag films performance to enhance Titanium and Titanium alloys features 
is described in this chapter, but the number of possible PVD coating materials 
(including completely different characteristics) is huge and continuously increases.
2. Problematics related to Titanium alloys in biomedical implants
A successful clinical implantation depends on the initial primary stability 
provided by the distribution of bone tissue around the implant, its quality and its 
amount. The integration of the implant in the bone is affected by several factors  
[1, 3–9]. The implant material, the design characteristics of the implant and its 
surface features, the implant loading conditions, the surgical technique employed, 
or the microbial adhesion and colonization are some examples. Also, the state of the 
host, i.e., the quantity and quality of the bone, and the mismatch of the mechanical 
properties of the bone and the implant are of great importance. Finally, the release of 
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the wear particles of metal ions from the implant during implantation is a key issue 
concerning the durability of the implants. In this context, wear, corrosion, and their 
synergistic interaction is a concerning issue to deal with, once it might influence the 
durability and clinical success of biomedical implants, and this chapter provides a 
brief insight into these phenomena and their detrimental effects.
2.1 Wear
One common degradation mechanism of orthopedical materials is wear. The 
integration of the implant in the bone tissue involves a relative movement between 
both surfaces. Furthermore, once the implant has been placed, the loads generated 
by the daily activity of the human body will result on micromovements on the 
implant/bone interface (fretting) [7, 10, 11]. One of the principal drawbacks of 
Titanium alloys relay on their low fretting-fatigue resistance and their poor tribo-
logical properties because of their low hardness [12–14] and the poor mechanical 
integrity of the TiO2 passive film formed on their surface [15, 16]. Titanium-based 
alloys are characterized by a high coefficient of friction and severe wear either 
against themselves or other materials [2, 17]. Titanium has tendency for moving 
or sliding parts to gall and eventually seize. This causes a more intensive wear as a 
result of creation of adhesion couplings and mechanical instability of passive layer 
of oxides, particularly in presence of third bodies. This implies the liberation of 
metallic particles or wear debris from the implant material into the surrounding 
tissues that results in an inflammation and gives rise to the bone resorption (oste-
olysis), which ultimately leads to loosing of the implant and hence the implant has 
to be replaced by a new one.
2.2 Corrosion
On the other hand, the human body comprises a highly corrosive environment, 
which might accelerate the degradation of metallic implants, regardless of their high 
corrosion resistance [18]. Corrosion is a degradation mechanism resulting from the 
electrochemical processes of oxidation and reduction taking place on a metal in a 
hostile electrolytic environment [19, 20]. The corrosion characteristics of implant 
alloys are influenced by the passive film that is formed on their surface [8]. This 
passive layer, of about 3–10 nm [1] and composed of TiO2, is the responsible for 
the adequate corrosion resistance of Titanium alloys, by acting as a physical barrier 
between the metal and the surrounding environment [21]. However, the presence 
of chloride ions (Cl−) makes human fluids considerably aggressive. Due to the small 
size of these ions, they can penetrate through the passive film and break down this 
protective layer by inducing localized corrosion [9, 22]. The corrosion of Titanium 
alloys has been found to be influenced by several factors, either accelerating or 
inhibiting their degradation. Some examples are the pH levels [23], the presence of 
proteins [24], the presence of bacterial colonies [25], or human cells [26], among 
others. Corrosion of biomedical implants would lead to the liberation and accumu-
lation of metallic ions and corrosion products [10, 17, 27].
2.3 Tribocorrosion
Since implants are simultaneously subjected to wear and corrosion solicitations, 
the degradation mechanism expected is a combination of both phenomena [28, 29].  
When wear and corrosion take place simultaneously, the process is known as 
tribocorrosion [20, 30, 31]. Tribocorrosion involves a complex synergism between 
wear and corrosion, since the material loss when both processes take place together 
5Advanced Surface Treatments on Titanium and Titanium Alloys Focused on Electrochemical…
DOI: http://dx.doi.org/10.5772/intechopen.85095
is higher than when they occur alone [10, 32–36]. This synergism is schematically 
represented in Figure 1. When the passive layer generated on the surface of the 
alloy is destroyed and removed (depassivation), fresh material is exposed to the 
electrolyte where corrosion reaction take place (wear-accelerated corrosion). On 
the other hand, the wear debris generated can oxidize and accumulate in the tribo-
logical contact increasing the wear extent (corrosion enhanced wear). The material 
degradation by tribocorrosion depends on different variables, such as the properties 
of the materials involved in the systems (composition, microstructure, roughness, 
mechanical properties…), the electrochemical parameters (composition of the 
corrosive media, pH, conductivity, temperature…), and the mechanical parameters 
(load, frequency of the contact, vibrations…).
All in all, the release of metallic ions and corrosion products coming from both 
wear and corrosion and their interaction will enhance the likelihood of biological 
complications. This can result in peri-implant inflammatory reactions and aseptic 
osteolysis leading to the loss of the implant [16, 37, 38]. Therefore, tribocorrosion 
is one significant clinical issue that can compromise the osseointegration process 
as well as the further mechanical integrity and the biomechanical stability of the 
implant [21, 39, 40].
2.4 Infection
Certain microorganisms can grow in layers, forming biofilms on medical 
surfaces like implants. Biofilm-associated infections on implants are responsible 
for 15–25% of implant failures as biofilms are resistant to most of the conventional 
anti-microbial agents. So far, implant coatings with biocidal properties have been 
generated, which release silver ions or conventional antibiotics to inhibit biofilm 
formation. The need to resolve biofilm-associated infections is urgent to reduce the 
necessity for revision surgery. Besides, higher medical costs such infections lead to 
significant pain and distress in patients.
2.5 Challenges of Titanium in biomedicine
For all the aforementioned reasons, a primary goal on implantology research is 
the mitigation of wear and corrosion debris formation during the implantation. For 
this aim, the improvement of the wear-corrosion resistance of the implant mate-
rial is a key factor. Functionalization of implant surfaces has been recognized as a 
promising approach to overcome current problematics [41]. In this context, the use 
of surface modification techniques that allow the modification of features such as 
Figure 1. 
Schematic representation of the synergism in tribocorrosion.
Biomaterial-supported Tissue Reconstruction or Regeneration
6
morphology, topography, structure, or chemistry has been gaining attention of the 
biomedical sector. In this sense, electrochemical techniques are simple, cheap and 
effective alternative methods used to improve the tribological and electrochemical 
properties of Titanium-based materials for biomedical applications, increasing 
their durability.
3. Electrochemical surface modification techniques
3.1 Introduction
Degradation of Titanium-based implant materials is feasible to occur in vivo con-
ditions through corrosion and tribocorrosion processes, therefore being an issue of 
high clinical significance. One must be expected that the release of wear particles/
corrosion products through tribocorrosion processes taking place during implanta-
tion, may seriously compromise the osseointegration process [41]. Degradation 
and inflammatory processes may also contribute to the loss of mechanical integrity, 
influencing the magnitude of micromovements at implant/bone interface, thus 
compromising the biomechanical stability of the implant as well as the long-term 
health of peri-implant tissues [39, 40, 42]. Wear debris resulting from tribocorro-
sion, besides trigger locally aggressive biological reactions at peri-implant tissues, 
can go into bloodstream and subsequently be disseminated into human organs, 
leading to adverse effects at a systemic level, and therefore presenting serious risks 
for human health [43]. To overcome these problems, surface treatments have been 
widely employed to Titanium and its alloys, among which anodic oxidation (anod-
izing) at low and high voltage processing conditions is found.
The high biocompatibility and corrosion resistance of Titanium and its alloys are 
associated with the ability of Titanium to spontaneously form a stable and adher-
ent TiO2 thin film on its surface, named as passive film, when exposed to oxidizing 
conditions [42]. The characteristics of this oxide film of around 3–10 nm thick [1], 
such as its morphology, topography and chemical composition play an important 
role on its osseointegration ability [44, 45]. Titanium oxide, i.e., Titania (TiO2) can 
be found on three polymorphic forms: rutile, anatase, and brookite. Anatase and 
brookite can convert to rutile upon heating, achieving the unique properties of 
rutile at room temperature. Recently developed high voltage techniques allow the 
generation of oxide films composed of crystalline rutile/anatase phases [8], which 
play a crucial role on their tribocorrosion responses [46].
Among the many methods of Titanium surface modification, electrochemical 
techniques are simple, cheap and effective. While anodizing is an anodic electro-
chemical technique, electrophoretic and cathodic depositions are cathodic electro-
chemical techniques. By anodic oxidation it is possible to obtain oxide films with 
the desired roughness, porosity and chemical composition. This technique once 
employed at high voltages can improve the crystallinity of the oxide. Also, it allows 
the doping of the coating with the bath constituents and the incorporation of these 
elements can improve the properties of the film. Electrophoretic deposition may use 
hydroxyapatite (HAP) powders dispersed in a suitable solvent at a specific pH. Under 
these operating conditions these particles acquire positive charge and coatings are 
obtained on the cathodic Titanium by applying an external electric field. These coat-
ings require a post-sintering treatment to improve their properties. Cathodic deposi-
tion is another type of electrochemical method where HAP is formed in situ from 
an electrolyte containing calcium and phosphate ions. It is also possible to alter the 
structure and/or chemistry of the obtained deposit. Nano-grained HAP has higher 
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surface energy and greater biological activity and therefore emphasis is being laid to 
produce these coatings by cathodic deposition [47].
As abovementioned, electrochemical techniques such as anodizing and plasma 
electrolytic oxidation (PEO) have been employed to synthesize ceramic-like oxide 
films with improved features. These treatments have been claimed to enhance the 
tribocorrosion behavior of Titanium-based materials, as well as their osseointegra-
tion by the incorporation of certain chemical elements into the oxide composition 
(e.g., calcium, phosphorus, zinc, etc.). In this section, anodizing and PEO processes 
are described, and some interesting findings on their tribocorrosion and biological 
performances are reported.
3.2 Anodizing
3.2.1  Definition and influence of anodizing parameters on anodic oxide film 
features
Anodizing has attracted considerable attention as a simple and fast electro-
chemical method to modify Titanium surface features, by promoting the growth of 
an oxide film on its surface [37, 48, 49]. Conventional anodizing process relies on 
the application of a predetermined current or voltage between Titanium material 
(anode) and an unreactive/inert material (cathode, e.g., platinum and graphite), 
previously immersed in a conductive solution. When polarized, a flux of electrons is 
generated between both materials, and the oxide film is grown on Titanium surface 
through oxidation reactions, along with field-driven ion diffusion [50–52].
The anodizing process is rather complex and depends on various parameters 
such as applied current density, concentration and composition of the electro-
lyte, the electrolyte temperature, duration of the process, the agitation speed of 
the solution during treatment and the cathode to anode surface area ratios [53]. 
Investigations have been carried out demonstrating that the features of Titanium 
oxide films generated by anodizing (e.g., morphology, topography, chemical com-
position and thickness) are strongly dependent on processing conditions, as below 
described in this section. In particular, over the last decades, many efforts have been 
done to develop nanoscale features on Titanium substrates to mimic the micro/
nanostructures of natural bone and so, increase implants biocompatibility. In this 
field, anodizing technique is receiving a growing importance because of its con-
venience to create surfaces with biologically-inspired topographies with different 
chemical compositions according to the electrolyte used during the process [54–56].
Among various nanostructured materials, the decoration of Titanium-based 
surfaces with well-aligned TiO2 nanotubes (NTs) has received special attention. 
Among the existing methods for TiO2 NTs synthesis, anodizing has emerged as 
one of the most effective due to its versatility, easy operation, and commercial 
feasibility [52, 57, 58]. This technique is already widely used in industry to produce 
large-scale low-cost protective oxide coatings [52]. The anodizing process for NTs 
synthesis is commonly carried out by applying a constant voltage of 1–30 V in aque-
ous electrolytes, or 5–150 V in non-aqueous electrolytes, containing 0.1–1 wt.% 
fluoride ions (F−) [51]. The anodizing setup for synthesis of TiO2 NTs is illustrated 
in Figure 2(a). The mechanisms of TiO2 NTs growth by anodizing in a fluoride con-
taining electrolyte, have been conventionally accepted as a result of a field assisted 
dissolution process consisting of three main stages: (1) the oxidation of Titanium 
metal involving Ti4+ ions formation/liberation; (2) the growth of an oxide film on 
Titanium surface, through recombination of Ti4+ and O2− ions (provided by depro-
tonation of H2O or OH
−) moving under the action of the electric field; (3) the local 
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chemical dissolution of the growing oxide by fluoride ions and subsequently pore 
nucleation, with formation of water-soluble [TiF6]
2− species. This process assumes 
that nanotubes growth takes place through the balance established between the 
formation of the oxide film and its enhanced dissolution at the base of the pores/
tubes, where the electric field is stronger, as schematically depicted in Figure 2(b) 
[50–52, 57, 59, 60].
The resulting features of TiO2 NTs, namely morphology, chemistry, and length, 
may vary over a wide range according to the processing anodizing parameters, 
such as the applied voltage, duration, and electrolyte composition. As reviewed by 
Roy et al. [51], anodizing time and etching rate define tube length, while nanotube 
diameter is controlled linearly by the applied voltage. In general, thinner films are 
produced in acidic electrolytes as compared to neutral, mostly ascribed to the faster 
dissolution rate of the oxide in a lower pH solution [57]. Accordingly, Macak et al. 
[62] reported that by using a neutral NaF-based electrolyte, significantly thicker 
porous layers were obtained than in acidic solution. Furthermore, Shankar et al. 
[63] showed that by using non-aqueous organic electrolytes containing fluoride 
ions, such as ethylene glycol, highly ordered TiO2 nanotube arrays up to 220 μm in 
length were grown, and depending on the anodic voltage, the inner pore diameters 
ranged from 20 to 150 nm. A remarkable advance has been reported by Han et al. 
[64], who fabricated TiO2 nanotube arrays with enhanced self-ordering level by 
multistep anodic oxidation of Titanium in an organic electrolyte containing fluoride 
ions, and this methodology has been widely adopted for self-templating anodizing 
processes [65–67]. Generally, the structure of TiO2 NTs grown by conventional 
anodizing is amorphous, however, it can become crystalline (e.g., anatase or a mix-
ture of anatase and rutile) by thermal treatments at 280–800°C, for 2–3 h. Although 
this method is currently used to achieve enhanced surface bio-functionality, it is not 
standardized yet [51, 68].
3.2.2  Modification of Titanium and Titanium-alloys surface features by anodizing 
to improve the tribocorrosive and biological performances of osseointegrated 
implants
To achieve a good and fast osseointegration both the surface chemistry and 
topography of the implant material are of upmost importance. As abovementioned, 
various attempts have been made for the development of surfaces mimicking the 
hierarchical structure of bone which varies from micro- to nano-scale structures 
together with the inclusion of bioactive elements [69]. Zhao et al. [70, 71] observed 
that the conjunction of micro and nano-topographies on Titanium surfaces had a 
synergistic role on multiple cell functions, through the enhancement of multiple 
osteoblast functionalities, as compared to micro-textured surfaces. Furthermore, 
Figure 2. 
(a) Anodizing setup for synthesis of TiO2 NTs in a fluoride containing electrolyte. In (b) the mechanisms 
underlying nanotube growth evolution by anodizing are shown. Adapted from Refs. [51, 60, 61].
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micro/nano-textured surfaces showed enhanced ability to induce mesenchymal 
stem cells (MSCs) osteogenic differentiation. The benefit of a hierarchical micro/
nano-topography on promoting MSCs adhesion was also demonstrated by Zhang 
et al. [72].
In particular, anodic nanotubular structures made out of TiO2 have demon-
strated unique morphological and physicochemical features with potential to stimu-
late implant-bone integration, either in vitro or in vivo, by modulating osteoblasts 
and human MSCs functions such as adhesion, proliferation, and differentiation 
[73–75], when compared to conventional Titanium surfaces. Furthermore, TiO2 NTs 
have demonstrated ability, not only to control bone-forming cell functions, but also 
other types of cells that might have a major role in osseointegration process such as, 
osteoclasts, endothelial cells, and immune system cells (e.g., macrophages) [76, 77]. 
An additional exciting feature of TiO2 NTs is their ability to prevent microbial adhe-
sion and colonization, and therefore to avoid implant-related infections, which may 
end up in failure [78–80]. As demonstrated by Ercan et al. [80], Titanium surface 
features including chemistry, crystallinity, nanotube size, and hydrophilicity, sig-
nificantly influence the responses of S. epidermidis and S. aureus pathogens. Several 
studies have reported that nanotube diameter besides influence the microbial adhe-
sion and colonization, also modulate biological responses [81–83]. Furthermore, 
TiO2 NTs display an improved corrosion resistance as compared to Titanium-based 
surfaces [84, 85]. Demetrescu et al. [55] studied the electrochemical behavior of 
TiO2 NTs in Fusayama’s artificial saliva (AS) and concluded that very low corrosion 
current densities were recorded for TiO2 NTs due to a strong passive oxide film 
formation. Electrochemical impedance spectroscopy (EIS) results indicated that 
TiO2 NTs consisted of a bi-layered oxide made up of an inner barrier layer associ-
ated to high impedance and responsible for corrosion protection, and a porous outer 
layer (NTs) of lower impedance.
An additional particularity of TiO2 NTs is their potential to behave as a platform 
for drug-eluting and local delivery, due to their excellent controllable dimensions, 
surfaces chemistry and large surface-to-volume ratio. Easily by changing the 
nanotube diameter, wall thickness, and length, the kinetics of specific drugs can be 
adjustable to achieve stable and controlled release [86–88]. Bio-functionalization 
of TiO2 NTs may be easily achieved by conventional techniques already used for 
surface modification of biomaterials. In this way, TiO2 NTs may behave as effective 
bio-selective surfaces by incorporating different elements in its structure, hence 
inhibiting bacterial functions and concomitantly promoting osteoblast responses. 
Recently, Alves et al. [89] have also synthesized anodic TiO2 NTs incorporating Ca- 
and P-based compounds, through a novel methodology that resembles on reverse 
polarization anodizing processes in an electrolyte composed of those bioactive 
species. Results showed that hydrophilic Ca/P-NTs improved osteoblast-like cells 
adhesion and proliferation, as compared to Titanium smooth surfaces. Furthermore, 
the corrosion resistance of these surfaces in AS was significantly improved, when 
compared to conventional NTs and Titanium surfaces. A step forward, aiming to 
address, simultaneously, the lack of tissue integration and infection problems, Alves 
et al. [90] incorporated Zn in TiO2 NTs by anodizing of nanotubular structures in an 
electrolyte containing Ca, P and Zn elements. Results show that bio-functionalized 
TiO2 nanotubular surfaces are biocompatible and modulated cell morphology. In 
particular, NTs enriched with Ca, P, and Zn, induced to significantly up-regulated 
levels of bone morphogenetic protein 2 (BMP-2) and osteopontin (OPN) genes of 
human MSCs, when compared to conventional NTs. TiO2 nanotubular surfaces 
induced human MSCs to release a higher amount of vascular endothelial growth fac-
tor (VEGF), and showed the ability to impair S. aureus viability, therefore behaving  
as bio-selective surfaces.
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The growth of TiO2 NTs on Titanium surfaces has demonstrated potential 
to reduce stress shielding effect, in accordance with their mechanical proper-
ties determined by nanoindentation. An elastic modulus of 4 − 43 GPa has been 
determined for TiO2 nanotubular structures [91–93], which is much closer to that 
of natural bone (i.e., 0.02 − 30 GPa) [94–96] when compared to Titanium (i.e., 
143 ± 23 GPa) [27, 97]. The mechanical behavior of TiO2 NTs was studied by Xu 
et al. [93] by nanoindentation. In summary, the authors observed that TiO2 NTs 
break as long as the indentation depth increases, interacting with neighboring 
NTs and causing them to bend and fracture, with formation of smaller frag-
ments that become gradually compacted, resulting in densification. Furthermore, 
Crawford et al. [91], observed that TiO2 NTs inelastically deform by tube crushing 
in the immediate vicinity of the indenter tip, accompanied by local densification. 
However, these studies provide very limited information to predict the in vivo 
degradation mechanisms that TiO2 NTs undergo, when submitted to tribocorrosive 
actions. To emphasize the importance of this knowledge, it has been reported that 
nanotubular films are prone to peeling off from the Titanium substrate due to 
poor adhesion between them [98–100]. Therefore, tribocorrosion studies become 
of fundamental importance, not only because of the high probability of adhesion 
failure of the nanotubular systems, but also because of their high clinical relevance, 
since implant degradation in vivo can seriously compromise osseointegration or 
even its long-term stability. In the attempt to construct effective nanotubular 
systems based on an integrated and multidisciplinary approach that addresses the 
development of tribocorrosion resistant implant surfaces with potential to avoid 
infection, and simultaneously, promote osseointegration, Alves and co-workers 
have recently reported, for the first time, important findings on the tribocorrosion 
field [101, 102].
Alves et al. [101] studied the tribo-electrochemical behavior of bio-function-
alized TiO2 NTs in AS, providing a first insight on their degradation mechanisms 
under reciprocating sliding conditions. Titanium surfaces decorated with TiO2 
NTs of 50–90 nm diameter were bio-functionalized by anodizing in an electrolyte 
containing Ca, P and Zn. The results showed that the tribo-electrochemical behav-
ior of TiO2 NTs was significantly improved after bio-functionalization treatments, 
which was correlated with their improved adhesion strength to the Titanium 
substrate, granted by the formation of a nano-thick oxide film at the interface 
region. The authors found out that after conventional anodizing process used for 
NTs growth, there was the formation of a non-continuous interface characterized 
by a hollow space between the nanotubular film and the Titanium substrate. After 
bio-functionalization treatments by reverse polarization anodizing, remarkable 
changes were observed at the Ti/TiO2 NTs interface region, due to the formation of 
a nano-thick oxide film (230–250 nm) during the second step anodizing process, 
which appeared to improve NTs adhesion to Titanium [103], as depicted in Figure 3. 
The adhesion properties and degradation mechanisms of TiO2 NTs were investi-
gated by tribo-electrochemical tests carried out in AS under single and multiple 
sliding actions, to better mimic real in vivo conditions that dental implants might be 
exposed to in real life [101, 102]. From these studies the poor adhesion of conven-
tional TiO2 NTs was undoubtedly confirmed, and bio-functionalization came out as 
a very promising approach to overcome it. Besides the more active electrochemical 
state, conventional TiO2 NTs suffered catastrophic destruction right after 100–300 s 
sliding actions accompanied by significantly higher wear volume loss as compared 
to bio-functionalized NTs, either when submitted to single or multiple sliding 
actions in AS. The improved tribo-electrochemical behavior after bio-functional-
ization was correlated with the significantly higher adhesion strength of the NTs 
to the substrate, granted by the nano-thick interfacial film formed by anodizing. 
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The high adhesion strength was correlated with the higher hardness measured for 
these films, which consequently enhanced their mechanical wear resistance. From 
these studies a first insight on the main degradation mechanisms of TiO2 NTs was 
proposed that relies on tube smashing and densification, along with delamination 
and detachment of the tubes, through cracks formation and propagation from the 
surface to subsurface regions of the film [101].
An additional important outcome from the study performed by Alves et al. 
[102], is the ability of TiO2 NTs to induce the formation of a protective P-rich 
tribo-film with lubricating properties during tribo-electrochemical solicitations. 
This film may help to explain the open circuit potential (OCP) evolution during 
sliding, both for conventional and bio-functionalized NTs, as well as the high 
electrochemical stability observed in both cases when submitted to multiple 
sliding actions. Beyond the improved electrochemical properties, the formation 
of this tribo-film is believed to synergistically improve the wear resistance ability 
of TiO2 NTs. Conventional NTs showed similar degradation by mechanical wear 
after sliding tests carried out for 300 and 1800 s, and furthermore, this trend 
was kept after two-cycle sliding periods undertaken for 1800 s each. As concerns 
bio-functionalized NTs, a trend of a gradual degradation was observed for sliding 
tests carried out for 300 and 1800 s, and no significant differences were registered 
when two-cycle sliding tests were carried out. These results highlight the ability of 
NTs to withstand multiple cycles of mechanical solicitations, and suggest that the 
degradation induced by mechanical wear in the beginning of sliding actions, dictate 
their long-term degradation. This ability of nanotubular films to avoid further 
mechanical degradation as long mechanical solicitations take place, is believed to be 
strongly related with the formation of the compact P-rich tribo-film, which grants 
both protection against corrosion and wear [101, 102].
In summary, anodizing has emerged as a very promising technique to modify 
the surface features of Titanium-based materials at a micron- to nano-scale level, 
providing them key functionalities for osseointegrated implant applications. Easily, 
by varying processing parameters such as the applied anodic voltage, process dura-
tion and electrolyte composition, surfaces with different designs may be fabricated 
through the growth of oxide films with different morphological/topographical and 
chemical features, which in turns modulate biological and bacterial responses, as 
well as their corrosion and tribocorrosion performances.
Figure 3. 
SEM micrographs of (a) NTs and (b) NT-Ca/P/Zn surfaces. Dark-field STEM micrographs at the interface 
of (c) NTs and (d) NT-Ca/P/Zn nanotubular films. In (c) the inset arrow shows the hollow gap between 
Titanium substrate and NT film while in (d) shows the nano porosity at the interface as well as the nano-thick 
oxide film grown during bio-functionalization (230–250 nm) [102].
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3.3 Plasma electrolytic oxidation (PEO)
3.3.1 Definition of the process and features of the anodic oxide films
Plasma electrolytic oxidation (PEO), also known as micro arc oxidation (MAO), 
is an electrochemical process of oxidation with which a ceramic oxide coating is 
generated on the surface of light alloys such as Titanium, Aluminum, or Magnesium 
(Figure 4). The oxide layers created with this process are characterized by a high 
hardness, adhesion and improved wear and corrosion resistances [104–108]. In this 
process, the samples are anodically polarized to high voltages exceeding the dielec-
tric breakdown voltage, generating discrete short-living plasma micro-discharges 
on the surface [104–107]. The process is based on conventional anodizing, with 
similar configuration, but higher voltages (300–600 V) and current densities (10–
50 A/dm2) [109]. The high voltages facilitate the diffusion of oxygen ions through 
the discharge channels present in the oxide film to the substrate surface where they 
react to form the anodic film [110, 111]. Since the development and extinction of 
the micro-discharges takes place within microseconds (10−4–10−5 s), the substrate 
does not exceed 100–150°C and thus is not subjected to thermal damage [2].
One difference between conventional or hard anodizing coatings and those 
obtained through PEO technique, is the thickness of the coating. Also, PEO is a 
high temperature process, which results in the formation of an oxide with a crystal-
line structure composed of rutile or anatase [112]. The improved wear resistance of 
the PEO generated layers is attributed to the presence of high temperature oxides 
and complex compounds, specially rutile, generated during the rapid melting by 
the micro-discharges and cooling in contact with the refrigerated electrolyte [2]. 
These oxide layers present excellent bonding adhesion to the substrate, and high 
hardness.
The PEO layer generated on Titanium alloys usually consists of two crystallo-
graphic phases, i.e., anatase and rutile. While anatase might present poor corrosion 
resistance against certain acids and halide solutions, rutile generally exhibits better 
protective properties [113]. Also, rutile has higher stability and mechanical proper-
ties than anatase, due to its higher hardness and denser morphology. For all these 
reasons, the presence of rutile in orthopedic implants is desired in order to improve 
tribological and corrosion properties of the Titanium alloys.
The microstructure of the PEO coating depends on the substrate material, 
the electrolyte composition and temperature, the dielectric breakdown, and the 
process parameters [106, 108, 110]. These coatings are characterized by a porous 
Figure 4. 
Schematic illustration of the Plasma Electrolytic Oxidation process and the plasma generated on the surface of 
a Titanium sample during the process.
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microstructure resulting from the gas trapped into the material and the discharge 
channels created during the process. The higher discharge energy generated by 
larger spark voltages leads to larger pores in the anodic oxide layer [114]. The oxide 
layer generated by PEO technique usually consists of two or three layers of different 
porosity, i.e., an outer porous layer, an intermediate and a denser inner layer. The 
morphology of the intermediate and outer layers in terms of porosity, thickness, 
and composition can be tailored controlling the process parameters and the electro-
lyte composition. The pore diameter in the outer porous layer ranges from 3 to 8 μm 
in diameter, which results in a relatively high surface roughness [2]. The rough and 
porous surface of TiO2 grown by PEO process makes these coatings appropriate for 
cell adhesion [115].
Furthermore, one of the main reasons for such a good osseointegration of 
Titanium alloys relay on the mechanical properties of the oxide layer. The elastic 
modulus of anodic Titanium oxide layers has been reported to be around 40 GPa, 
which is close to the values for human bones [97]. The low modulus of the oxide 
layer compared to those of Titanium alloys might be attributed to the porous 
morphology of this layer.
The use of alkaline electrolytes makes the PEO process sustainable and environ-
mentally friendly. Furthermore, the chemical composition of the electrolyte can 
be accurately controlled and formulated, in order to control the composition of the 
resulting oxide layer. For instance, some previous studies on the generation of PEO 
coatings on Titanium alloys for biomedical implants have incorporated bioactive 
elements such as phosphorous and calcium on their composition to enhance their 
osseointegration and favor cell growth [113, 116, 117]. Also, the addition of other 
elements such as silver, copper, or fluoride to provide the coating with antibacterial 
ability has also been developed [113, 118–120].
Finally, the easy and rapid operation, and its ecological friendliness make the 
PEO process a promising technique for industrial applications related to surface 
modification of Titanium alloys. Furthermore, it is a versatile technique that can be 
used to coat samples and components of variable size and geometry [121, 122].
3.3.2 Enhancement of Titanium biomedical implants properties by PEO technique
Several investigations have already corroborated the improvement of the tri-
bological properties of Titanium alloys, as well as osseointegration and bactericide 
properties achieved by means of the PEO technique. In this section, the findings of 
some studies are presented and briefly described.
The tribological performance of a Ti6Al4V alloy treated by PEO in dry abrasion 
conditions was investigated by Ceschini et al. [123]. They found the treatment to 
enhance the behavior of the alloy reducing both the wear extent and the friction 
coefficient, even under high applied loads up to 35 N. They ascribed this improve-
ment to the high hardness and thickness of the coating, which could appropriately 
support the applied load protecting the substrate as long as there was a presence of 
the oxide layer.
The biological response in vivo of Titanium alloys treated by PEO technique was 
confirmed in a study carried out by Ravanetti et al. [124]. They observed the anodic 
oxide film to promote the early osteoblast adhesion, and the osseointegrative prop-
erties in vivo. The primary osteogenic response was accelerated during the extensive 
bone-implant contact after 2 weeks of study.
Alves et al. [125] developed anodic oxide layers on pure Titanium in an electro-
lyte composed of β-glycerophosphate (β-GP) and calcium acetate (CA). The Ca/P 
ratio in the resulting films was observed to increase for higher calcium acetate con-
centrations. In this study, they analyzed the influence of calcium acetate content 
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on the tribocorrosion behavior of the coatings in a sodium chloride solution. The 
results showed the crystallographic structure of the oxide layer to be affected by 
the calcium acetate concentration, presenting better tribocorrosion response for 
higher contents. This was the case of the films with higher Ca/P and rutile/anatase 
ratios.
Alves et al. [116] employed the PEO technique to develop anodic oxide films on 
a cp-Ti grade 2 used for dental implants. They evaluated the influence of process 
parameters on the coating properties, i.e., morphology, roughness, thickness, 
elemental composition, etc. The corrosion and tribocorrosion tests in artificial 
saliva (AS) revealed an improvement on the performance of the Titanium after the 
PEO treatment, in terms of higher corrosion and wear resistances. Also, they stated 
that the better response was obtained for the samples that were treated under higher 
current density, which possessed higher layer thickness. Alves et al. [117] continued 
the previous work by incorporating calcium and phosphorous into the TiO2 layer 
of the cp-Ti grade 2 to enhance the osseointegration of the coating. For this aim, 
they modified the electrolyte composition, and compared the coatings achieved 
in two electrolytes with two process parameters. Similarly to that observed in the 
previous work [116], higher process currents and times led to larger pore sizes, and 
roughness. Also, the electrolyte composition and process time led to variations on 
the chemical composition and crystalline phases of the coating. The corrosion and 
tribocorrosion tests in AS revealed the sample with higher rutile/anatase ratio to 
possess the best performance, with increased mechanical and corrosion resistance. 
Finally, the cell-material interaction studies carried out with human osteosarcoma 
cells revealed an improvement on the cell viability/proliferation of the PEO coating 
compared to the substrate.
Ribeiro et al. [126] employed the PEO technique to develop an oxide layer 
composed of a mixture of anatase, rutile and amorphous phases. The coating 
consisted of an outermost nanometric amorphous oxide layer rich in Ca and P. They 
found this amorphous layer to improve the fibroblast viability and the metabolic 
activity, as well as the osteoblast adhesion. They observed the osteoblast adhesion to 
take place preferentially on the amorphous regions with higher Ca content. All the 
features observed in the layers containing both crystalline and amorphous phases 
showed a faster osteointegration than those with just crystalline phases.
Oliveira et al. [46] incorporated magnesium together with calcium and phos-
phorous in the structure of the anodic films, in an electrolyte containing β-GP, 
CA, and magnesium acetate (MA). They confirmed the addition of magnesium 
ions to enhance the formation of rutile in the crystalline structure, which also 
improved the tribocorrosion performance of the developed coating in simulated 
body fluids (SBF).
Saenz de Viteri et al. [112] developed TiO2 coatings on Ti6Al4V biomedical alloy 
used in hip joint stem implants by PEO technique. Apart from Ca and P to generate 
suitable surface characteristic for cell adhesion and improve the osseointegra-
tion, they also incorporated iodine into the composition of the oxide layer to gain 
antibacterial properties. Iodine has been previously reported to be highly antibacte-
rial, biocompatible and no cytotoxic [127]. However, due to the complexity of its 
manipulation at room temperature where it sublimes, no previous attempts in its 
use in PEO coatings has been found in literature. In this work, two process condi-
tions were employed, 5 A/dm2 for 19 min (PEO-1) and 15 A/dm2 for 5 min (PEO-2). 
Similarly to previous results obtained by Alves et al. [116] and Alves et al. [117], 
the thickness of the coating increased and the pore size and density were higher 
with higher current density applied. However, the roughness of the oxide was not 
influenced by this parameter. A typical morphology of the topmost layer of the 
TiO2 layer, showing high porosity adequate for cell proliferation is presented in the 
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Scanning Electron Microscopy (SEM) image of Figure 5. The Energy Dispersive 
Spectroscopy (EDS) and X-Ray Fluorescence (XRF) analysis performed on the 
samples confirmed the presence of phosphorous, calcium, and iodine in the coat-
ings. Furthermore, the anatase/rutile ratio was quantified by X-Ray Diffraction 
(XRD), being 21/79 and 46/54 for the PEO-1 and PEO-2, respectively. On the other 
hand, the tribocorrosion tests in phosphate buffered solution (PBS) showed little 
influence of sliding on the electrochemical response of the coatings, compared to 
the Titanium substrate. The OCP lectures were more stable, especially for the PEO-1 
coating (see Figure 5), and the corrosion resistance of the coatings was not affected 
after siding. Finally, the antibacterial ability of Titanium against S. epidermidis was 
enhanced by the incorporation of iodine into the coatings.
Marques et al. [118] developed coatings with calcium, phosphorous, silicon, and 
silver on commercially pure Titanium (Cp-Ti) used in dental implants. The higher 
presence of rutile in the coatings with higher calcium concentration presented 
better corrosion properties in AS, also showing antibacterial and biocompatibility 
properties. They also observed little influence on the coatings performance with 
the incorporation of silicon and silver into its composition. Finally, the spreading 
and proliferation of human mesenchymal stem cells on the coatings was optimal, 
even in the presence of silver nanoparticles that were added to provide antibacterial 
properties.
Marques et al. [128] evaluated the tribocorrosion behavior of the oxide films 
containing P, Ca, Si, and Ag, developed in the previous work [118]. Coherently 
with the former results, the higher amount of Ca led to higher rutile crystalline 
phase formation on the coating, which was found to possess higher corrosion and 
tribocorrosion resistances. Also, this coating presented lower material loss, and no 
detriment was observed in the results with the incorporation of Ag nanoparticles 
into the coating.
More recently, Chen et al. [129] developed PEO coatings on a Ti-39Nb-6Zr alloy 
in a KOH solution. They evaluated the corrosion and wear performance of the 
coated alloy in PBS and studied the biocompatibility by osteoblast cells culturing. 
The corrosion and wear performance of the alloy was considerably improved after 
the treatment, showing higher corrosion resistance and lower material loss. The 
morphology of the oxide layer was found to be beneficial for protein adsorption, 
and the cell adhesion and osteoblast cell proliferation was also improved by the 
porous and rough surface.
Figure 5. 
SEM micrograph of the TiO2 coating generated by PEO technique on Ti6Al4V presenting adequate morphology 
for cell proliferation (left) and evolution of the OCP lecture before during and after tribocorrosion for the 
Ti6Al4V alloy and the two coatings generated by PEO technique [113].
Biomaterial-supported Tissue Reconstruction or Regeneration
16
Summarizing, PEO treatment has been found to be a promising surface modi-
fication technique for Titanium biomedical alloys. On the one hand, the surface 
morphology of the resulting TiO2 layer presents adequate properties for cell pro-
liferations. Furthermore, the electrolyte composition can be tailored modified to 
successfully incorporate several elements into the oxide composition, to improve 
different properties. Several researchers used Ca and P to enhance osseointegra-
tion, and I or Ag to provide the coating with antibacterial properties. Finally, the 
corrosion and tribocorrosion properties of Titanium alloys have been found to 
considerably improved in several biological fluids, e.g., SBF, PBS or AS. The higher 
enhancement of the TiO2 layers has been confirmed to occur for greater rutile/
anatase ratios.
4. Physical vapor deposition (PVD) technologies
4.1 Definition of PVD technology
Titanium and its alloys exhibit the highest biocompatibility, corrosion resis-
tance, and specific strength (ratio of the tensile strength to density) among differ-
ent biomaterials [130]. However, they exhibit poor wear resistance and high friction 
coefficients. Poor abrasive wear resistance results in the formation of wear debris at 
the implant area, inducing metal ion release, inflammation and pain. Besides this, 
human life expectancy is steadily growing up, which demands the development 
of new generation of implants with higher durability. In this sense, significant 
improvements can be obtained by the application of protective hard coatings by 
PVD techniques characterized by high hardness and toughness, low elasticity 
modulus, low friction coefficient and enhanced wear and corrosion resistance in 
body fluids along with good biocompatibility. PVD techniques are very versatile in 
terms of the selection of coating material since any type of inorganic material can 
be deposited.
Physical vapor deposition (PVD) technology refers to a variety of thin film 
deposition techniques where a solid material (target) is vaporized in high vacuum 
environment and then transported towards the substrate where it condenses to 
form a film [131, 132].
PVD processes takes place inside a vacuum chamber where the solid material is 
evaporated to form a plasma of atoms and molecules that are deposited on a wide 
range of substrates. As a process that transfers the coating material on a single atom 
or molecule level, it provides extremely pure and high-performance coatings com-
pared with more conventional techniques. Besides, PVD is an eco-friendly technol-
ogy in contrast to chemical and galvanic surface treatment methods. It is clean and 
dry, with no hazardous materials involved, and does not generate chemical waste 
or water pollution. A wide range of coating materials can be deposited by PVD 
technologies; including metals, alloys, semiconductors, and ceramics (nitrides, 
carbides, borides…).
PVD technologies can be divided into different categories regarding the mecha-
nism to vaporize solid material: vacuum evaporation, cathodic arc evaporation, 
magnetron sputtering and pulsed laser deposition. Among them, cathodic arc 
evaporation (CAE) and magnetron sputtering (MS) are the most common and 
industrialized ones for the development of hard protective films.
Cathodic arc evaporation (CAE) is a low voltage, high current plasma discharge 
that takes place between two metallic electrodes inside a vacuum chamber [133, 134]. 
The arc discharge current is concentrated at the cathode surface, forming the cathode 
spots, which are characterized by extremely high current and power densities that 
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produce a localized phase transformation of the solid target (cathode material) 
to an almost fully ionized deposition plasma with high ion energies. The plasma 
expands rapidly into the vacuum towards the substrate to form a film. The high 
number of energetic ions generated in the CAE processes are the main advantage 
of this technique, which leads to the deposition of extremely dense (suppression of 
columnar growth) and well-adherent protective films compared with other PVD 
methods. However, CAE process produces also the so-called “macroparticles” along 
with the deposition plasma. Macroparticles (molten particles) range in size from 
less than 1 to about 10 μm in diameter, which adhere to the growing film causing 
defects, pinholes and rough surface coatings, representing an important disadvan-
tage of CAE technique.
Magnetron sputtering technique relies on ejection (sputtering) of atoms from 
a solid source (target) by bombardment of gaseous ions from a plasma as shown 
in Figure 6 [135–137]. Direct current magnetron sputtering (DCMS) is the basic 
sputtering process where a DC voltage is applied between the anode (chamber 
walls) and cathode (target) to ionize the sputtering gas (argon). The positively 
charged ions (Ar+) are accelerated towards the cathode leading to an energetic 
bombardment against the target and ejecting target atoms by momentum transfer 
mechanism.
The main advantage of magnetron sputtering technology is that almost any 
material can be sputtered by simply introducing reactive gases such as nitrogen, 
oxygen or acetylene to form compound materials or by using a radio frequency 
(RF) power supply to sputtered insulating materials. Besides, there is no mac-
roparticle generation during magnetron sputtering which leads to the development 
of smoother films compared with CAE technique. The principal drawback of DC 
magnetron sputtering is that only a small fraction of the sputtered atoms is ion-
ized (<5%) which leads to the deposition of poor adhesion and low-density films 
characterized by columnar growth.
In order to overcome this problem, high power pulsed magnetron sputtering 
(HPPMS) was developed in the 1990’s as a variation of conventional sputtering 
by simply changing the power supply used for the generation of plasma discharge 
Figure 6. 
Schematic illustration of sputtering process.
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[138–140]. During HPPMS discharge, the power is applied to the cathode in very 
short pulses of low duty cycle and frequency which prevents target overheating 
while increasing peak power density values up to several kW cm−2 (two orders of 
magnitude higher than during dcMS discharge). Such high peak power density 
values lead to the generation of ultra-dense plasmas, characterized by high ioniza-
tion degree of sputtered particles. Consequently, thin film growth can be assisted by 
energetic ion flux bombardment from sputtered material, allowing the modification 
and densification of film microstructure and development of coatings characterized 
by excellent adhesion and extremely flat surface [141].
PVD coatings are therefore an excellent alternative to improve surface char-
acteristics of Titanium and its alloys while increasing its durability. Protective 
biocompatible coatings with high hardness, smooth surface, high corrosion and 
wear resistance and low friction coefficient can be deposited by PVD techniques 
[142, 143]. Moreover, they can act as effective barriers to minimize ion release due 
to tribocorrosion. In addition, antibacterial agents such as silver and/or copper can 
be incorporated into the coating matrix to try to overcome bacteria colonization 
problem that occurs on implant devices. PVD process parameters such as pressure, 
reactive gas flows, power, current and voltage applied during discharge, process 
temperature…can be tuned to tailor the coating properties and develop an ad-hoc 
coating material for a specific application.
4.2 PVD coatings to improve Titanium and its alloys surface characteristics and 
performance
Protective coating materials applied by PVD techniques for Titanium and its 
alloys in biomedical applications generally fall into the following categories:
• diamond-like-carbon (DLC)
• transition metal carbides (MeCx)
• transition metal nitrides (MeNX)
• hydroxyapatite (HAP)
DLC is a carbon-based coating composed of diamond (sp3) and graphite (sp2) 
bonds that is commonly applied for the enhancement of Titanium and its alloys 
performance in biomedical applications [144, 145]. DLC coatings are excellent in 
both bio- and hemocompatibility, and exhibit very high corrosion resistance and 
chemical inertness. They can present superior hardness and toughness, besides very 
low friction coefficient and wear rates depending on the sp3/sp2 ratio. The ability to 
modify the DLC coating surface by doping and changing the compositional varia-
tion is an added advantage in improving the coating characteristics [146, 147].
Saenz de Viteri et al. [148] studied the performance of Ti-C-N films deposited on 
Ti6Al4V alloy by cathodic arc evaporation technique. Five Ti-C-N films were grown 
using metal Titanium as cathode material and evaporated under different nitrogen 
(N2) and acetylene (C2H2) flows and arc currents in order to develop Ti-C-N films 
with different compositions. Tribological study was carried out on Ti6Al4V substrate 
and Ti-C-N coatings under fretting conditions in the solution of fetal bovine serum 
(FBS) with sodium azide and EDTA. All coatings reduced the friction coefficient of 
uncoated Ti6Al4V (μ = 0.8) to values between 0.24 and 0.43 depending on Ti-C-N 
composition. All coatings could also reduce the wear shown by uncoated Titanium 
alloy. The coating deposited under lower C2H2 flow exhibited the best tribological 
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performance likely due to the higher sp3/sp2 fraction which provides the necessary 
hardness (10 GPa) and the nanocrystalline graphite (nc-G) and amorphous carbon 
(a-C) structure that confers the lowest friction coefficient and best wear resistance 
to the coating. Afterwards, Saenz de Viteri et al. [149] did also explore the deposition 
of silver (Ag) topcoat by magnetron sputtering on Ti-C-N surface to include the anti-
bacterial property on the coating system. Bacterial adhesion tests showed that silver 
layer has broad-spectrum of anti-adherence activity. However, its low wear resistance 
makes the layer disappear during rubbing contact, and then their application should 
be limited to the avoidance of infection during the initial time of coating application.
Bayón et al. [150] investigated the influence of carbon content on the tribocor-
rosion performance of Titanium DLC (diamond-like-carbon) films deposited on 
Ti6Al4V alloy. Tribocorrosion analysis was carried out using a ball-on-disc set-up 
immersed in PBS (phosphate buffer solution) using an alumina ball as a counter-
part. Three different deposition processes were accomplished in order to develop 
three different Ti_DLC coatings by varying some process parameters such as gas 
flows (nitrogen and acetylene) and arc intensity. DLC1 and DLC3 had same argon 
and nitrogen content but arc intensity of the process varied from 100 A in case 
of DLC1 to 75 A in case of DLC3. DLC2 had no nitrogen content on its structure. 
Corrosion response of uncoated Ti6Al4V and Ti_DLC coatings was very good before 
wear processes took place. However, high wear rates were measured on Ti6Al4V 
after tribocorrosion tests due to poor mechanical properties of this material. 
Ti_DLC films could considerably reduce the friction and wear of substrate material 
and there was no mechanical contribution to the total material loss due to tribocor-
rosion, demonstrating the excellent tribological properties of Ti_DLC. Noticeable 
differences were not detected between the three tested Ti_DLC films.
Braic et al. [151] analysed (Zr, Ti) CN hard coatings deposited by DC magnetron 
sputtering on Ti6Al4V alloy using Ti and Zr targets sputtered in Argon, nitrogen 
and methane atmosphere. They compared these films with ZrCN reference coat-
ings. They correlated the composition and crystallographic phase of the films with 
their mechanical and corrosion properties and surface wettability and cell viability. 
Two coatings, with different non-metal/metal ratios ((C + N)/(Zr + Ti) ~1.1 and 
(C + N)/(Zr + Ti) ~2.6) were deposited. Smaller grain size and smoother surface 
was observed for higher non-metal content coating. Contact angle measurements 
and corrosion tests demonstrated that the deposited coatings were hydrophobic 
and had improved corrosion resistance as compared with the Ti6Al4V substrate. 
The coating with higher non-metal/metal ratio exhibited the best performance 
and higher cell viability. The quaternary (Ti, Zr) CN films were found to have 
better characteristics than ZrCN reference films being better candidates to protect 
Ti6Al4V in orthopedic implants.
Transition metal nitrides (MeNx) are generally used as protective hard coatings 
due to their high hardness and toughness, low elasticity modulus, enhance wear and 
corrosion resistance and excellent chemical stability. Among them, tantalum nitride 
(TaN) is particularly interesting for Titanium protection in biomedical applica-
tions owing to its outstanding biocompatibility. Tantalum metal is one of the most 
chemically inert and biocompatible material, showing an outstanding corrosion 
performance in many corrosive environments, even comparable to that of noble 
metals [152].
Mendizabal et al. [153] presented an investigation about TaN films deposited by 
HPPMS technique on pure Titanium (Ti-cp) grade 2 to be applied on biomedical 
implants. They investigated three different TaN films; i.e., monolayer TaN and two 
multilayer TaN films characterized by different bilayer periods were developed 
by alternatively switching two different HPPMS pulses within one overall deposi-
tion process. The microstructural analysis of the TaN films (Figure 7) revealed 
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extremely dense microstructures and suppression of columnar growth for all 
deposited samples confirming the importance of highly ionized plasmas developed 
during HPPMS discharges on the densification of the films.
Since the natural physiological environment contains not only inorganic spe-
cies but also organic molecules such as serum proteins [154], Phosphate Buffered 
Solution (PBS) plus 1 g of albumin was chosen as experimental electrolyte to 
perform corrosion and tribocorrosion testing. The corrosion resistance of Ti-cp and 
TaN coatings before sliding was incredibly high (~MΩ) and increased with time. 
TaN coatings exhibit similar electrochemical responses and slightly enhanced the 
Ti-cp resistance. The corrosion resistance of Ti-cp during sliding decreased up to 
1 kΩ and TaN coatings exhibited one order of magnitude higher resistance values. 
The friction coefficient was reduced from 0.58 to 0.25 by all TaN coatings. The wear 
rate of Ti-cp was considerably reduced, and total material loss caused by tribocorro-
sion reduced up to 96% by best-performing TaN multilayer film.
Huang et al. [155] studied the incorporation of Ag on a TaN coating deposited on 
pure Titanium by co-sputtering of Ag and Ta targets in Ar/N2 atmosphere in order 
to evaluate the antibacterial property of the system. They also investigated the bio-
compatibility of different TaN-Ag coatings grown with different Ag contents. The 
pure TaN showed a dense columnar structure with smooth surface and possessed 
the highest contact angle showing hydrophobic characteristics. The incorporation 
of Ag on the TaN matrix lowered the contact angle of the system. The TaN-Ag com-
posite coatings with the highest Ag content (21.4 at.%) showed the most significant 
short-term antibacterial effect. All TaN_Ag films met the requirements in terms of 
cell viability independently from Ag content.
Hydroxyapatite (HAP) is the most common phase among calcium phosphate 
(CaP) ceramics studied for biomedical applications due to its similarity to natural 
bone and owing to their characteristics such as high biocompatibility, osteocon-
ductivity, chemical stability at a neutral pH, and osseointegration [156]. HAP is, 
therefore, frequently considered as an adequate coating on Titanium orthopedic 
implants, which has been proven to promote and accelerate the osseointegration 
of an implant device into the body [157]. However, a major concern regarding 
Figure 7. 
Cross-sectional SEM and TEM micrographs of monolayer and multilayer TaN films [153].
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the application of HAP coatings is the low mechanical properties and high rate 
of decomposition of this material, which hinders its commercial application in 
high durability demanding devices. In order to overcome this problem, Vranceanu 
et al. [158] studied the addition of silicon carbide (SiC) into hydroxyapatite films 
deposited by RF-magnetron sputtering technique on Ti6Al4V for orthopedic 
applications. Previous results showed the improvement of wear and corrosion 
resistance of HAP films due to Sic incorporation in Titanium for dental implants 
[159, 160]. They studied the performance of base HAP and three HAP + SiC 
with different SiC contents by varying power applied to SiC sputtering target. 
They found that the SiC addition into the HAP matrix considerably improved 
the adhesion of the coating to the Ti6Al4V substrate and corrosion resistance 
compared to both base HAP film and uncoated Ti6Al4V. The biocompatibility tests 
demonstrated better cell proliferation and viability of all coatings compared with 
uncoated Ti6Al4V.
Summarizing, PVD technology is very versatile in terms of the available type of 
coating materials and properties that can be selected and tailored to enhance the 
performance and durability of Titanium and its alloys. Particularly,
• DLC and carbon-based films can strongly reduce the friction coefficient and 
wear rate of Titanium and its alloys in simulated body fluids.
• TaN films can considerably reduce the total material loss due to tribocorrosion 
observed for uncoated pure Titanium.
• The incorporation of silver into any of these coating matrixes can add the 
antibacterial property to the films without affecting their biocompatibility.
• Hydroxyapatite (HAP) films with enhanced adhesion and corrosion resistance 
due to SiC incorporation can be deposited by magnetron sputtering. Besides, 
HAP + SiC exhibited better cell proliferation and viability than uncoated 
Ti6Al4V.
The broad type of coating materials that can be deposited by PVD techniques, 
along with the possibility to tune their properties by fine adjustment of process 
parameters, presents these technologies as excellent candidates to enhance the 
durability of Titanium and its alloys for biomedical applications.
5. Conclusions
In summary, among the various electrochemical surface modification technolo-
gies nowadays available to enhance Titanium-based materials features for biomedi-
cal applications, anodizing and PEO techniques are among the most promising 
ones, for the following reasons:
• By varying processing parameters such as the process voltage, duration and 
electrolyte composition, surfaces with different designs may be fabricated by 
changing their topographical/morphological features, as well as their chemical 
composition.
• The electrolyte composition can be tailored to successfully incorporate several 
elements into the oxide film composition, to improve different properties. 
The enrichment of the oxide film structure with bioactive and antimicrobial 
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agents may induce to the production of new bio-selective functional surfaces 
for osseointegrated Titanium implants, by improving osseointegration and 
simultaneously avoiding infection.
• The growth of an oxide film on Titanium surfaces may improve considerably 
their corrosion and tribocorrosion properties in simulated body fluids, such as 
artificial saliva. In the case of PEO, which generally induces to the growth of an 
oxide film with a crystalline structure, the improved corrosion and tribocor-
rosion performances of TiO2 films have been confirmed to occur for greater 
rutile/anatase ratios.
Furthermore, PVD technologies are very versatile and they are characterized for 
the development of well-adherent, hard, dense and high durability films. A broad 
range of coating materials can be grown by PVD, made of different compounds or 
in multilayer structures under low temperature deposition processes. Fine-tuning 
of process parameters enables the development of completely different surface 
features making possible the deposition of ad-hoc protective coatings. It must be 
highlighted:
• Very low friction coefficient and wear resistance carbon-based films are depos-
ited by PVD techniques to protect Titanium from mechanical degradation;
• Transition metal nitride films with high corrosion and wear resistance are 
grown by PVD techniques, which considerably improve tribocorrosion perfor-
mance of Titanium;
• The incorporation of silver into any of these coating matrixes can add the 
antibacterial property to the films without affecting their biocompatibility;
• Mechanical properties of hydroxyapatite films can be enhanced by SiC incor-
poration using PVD techniques, maintaining the excellent osseointegration of 
HAP while increasing its durability.
To conclude, this chapter is focused on promising electrochemical and physical 
technologies to modify the surface features of Titanium-based materials aiming to 
improve their functionalities for biomedical implant applications. In general, the 
implant surface requirements are defined based on its final application. Therefore, 
the most adequate technique for surface treatment must selected considering 
the required surface features of the implant, namely topography, morphology, 
thickness, chemistry, hardness, as well as its response regarding corrosion and 
tribocorrosion processes. Based on this approach, implants with single or multiple 
functionalities may be designed, namely osseointegrable implants with antimicro-
bial properties, simultaneously displaying improved corrosion and tribocorrosion 
responses.
Acknowledgements
This work was performed with the financial support of the EMAITEK and 
ELKARTEK 2018 (FRONTIERS IV project, KK-2018/00108) research programs 
from the Basque Government, and the FUNCOAT project (CSD2008-00023) from 
the CONSOLIDER INGENIA-2010 program financed by the Spanish National 
Department of the Education and Science.
23
© 2019 The Author(s). Licensee IntechOpen. This chapter is distributed under the terms 
of the Creative Commons Attribution License (http://creativecommons.org/licenses/
by/3.0), which permits unrestricted use, distribution, and reproduction in any medium, 
provided the original work is properly cited. 
Advanced Surface Treatments on Titanium and Titanium Alloys Focused on Electrochemical…
DOI: http://dx.doi.org/10.5772/intechopen.85095
Author details
Elena Fuentes1*, Sofia Alves1, Ainara López-Ortega1, Lucía Mendizabal1 
and Virginia Sáenz de Viteri2
1 IK4-Tekniker, Eibar, Spain
2 Mugape, Mallabia, Spain
*Address all correspondence to: elena.fuentes@tekniker.es
24
Biomaterial-supported Tissue Reconstruction or Regeneration
[1] Neoh KG, Hu X, Zheng D, Kang 
ET. Balancing osteoblast functions and 
bacterial adhesion on functionalized 
titanium surfaces. Biomaterials. 
2012;33:2813-2822. DOI: 10.1016/j.
biomaterials.2012.01.018
[2] Sáenz de Viteri V, Fuentes 
E. Titanium and titanium alloys as 
biomaterials. In: Gegner J, editor. 
Tribology. Fundamentals and 
Advancements. IntechOpen; 2013. 
pp. 155-181. ISBN: 978-953-51-1135-1. 
DOI: 10.5772/55860
[3] Valles G, Perez C, Bore A, Martin-
Saavedra F, Saldana L, Vilaboa N.  
Simvastatin prevents the induction 
of interleukin-6 gene expression by 
titanium particles in human osteoblastic 
cells. Acta Biomaterialia. 2013;9:4916-
4925. DOI: 10.1016/j.actbio.2012.08.027
[4] Saldaña L, Vilaboa N. Effects of 
micrometric titanium particles on 
osteoblast attachment and cytoskeleton 
architecture. Acta Biomaterialia. 
2010;6:1649-1660. DOI: 10.1016/j.
actbio.2009.10.033
[5] Khan SN, Ramachandran M, Senthil 
Kumar S, Krishnan V, Sundaram 
R. Osseointegration and more—A 
review of literature. Indian Journal of 
Dentistry. 2012;3:72-76. DOI: 10.1016/j.
ijd.2012.03.012
[6] Stanford CM. Surface modification 
of biomedical and dental implants 
and the processes of inflammation, 
wound healing and bone formation. 
International Journal of Molecular 
Sciences. 2010;11:354-369. DOI: 
10.3390/ijms11010354
[7] Souza JCM, Barbosa SL, Ariza 
E, Celis JP, Rocha LA. Simultaneous 
degradation by corrosion and wear of 
titanium in artificial saliva containing 
fluorides. Wear. 2012;292-293:82-88. 
DOI: 10.1016/j.wear.2012.05.030
[8] Imai Y, Yokoyama A, Yamamoto S, 
Obata T, Iizuka T, Kohgo T, et al. Peri-
implant tissue after osseointegration 
in diabetes in rat maxilla. Journal of 
Oral Biosciences. 2006;48:54-61. DOI: 
10.2330/joralbiosci.48.54
[9] Subbiahdoss G, Kuijer R, Grijpma 
DW, van der Mei HC, Busscher 
HJ. Microbial biofilm growth vs. 
tissue integration: “The race for the 
surface” experimentally studied. Acta 
Biomaterialia. 2009;5:1399-1404. DOI: 
doi.org/10.1016/j.actbio.2008.12.011
[10] Mathew MT, Srinivasa Pai P, 
Pourzal R, Fischer A, Wimmer 
MA. Significance of tribocorrosion in 
biomedical applications: Overview and 
current status. Advances in tribology. 
2009:12. Article ID 250986. DOI: 
10.1155/2009/250986
[11] Zhu MH, Cai ZB, Li W, Yu HY, 
Zhou ZR. Fretting in prosthetic devices 
related to human body. Tribology 
International. 2009;42:1360-1364. DOI: 
10.1016/j.triboint.2009.04.007
[12] Fraczek T, Olejnik M, 
Tokarz A. Evaluations of plasma 
nitriding efficiency of titanium 
alloys for medical applications. 
Metalurgija. 2009;48(2):83-86. DOI: 
10.1002/3527602119.ch16
[13] Kustas FM, Misra MS. Friction and 
wear of titanium alloys. In: Henry SD, 
editor. Friction, Lubrication and Wear 
Technology. Vol. 18. United States of 
America: ASM International; 1992. 
pp. 1585-1598
[14] Freese H, Volas MG, Wood JR. In: 
Brunette DM, Tengvall P, Textor M,  
Thomsen P, editors. Titanium in 
Medicine. United States of America: 
Springer; 2001. p. 25-51
[15] Vieira AC, Ribeiro AR, Rocha LA, 
Celis JP. Influence of pH and corrosion 
References
25
Advanced Surface Treatments on Titanium and Titanium Alloys Focused on Electrochemical…
DOI: http://dx.doi.org/10.5772/intechopen.85095
inhibitors on the tribocorrosion of 
titanium in artificial saliva. Wear. 
2006;261:994-1001. DOI: 10.1016/j.
wear.2006.03.031
[16] Long M, Rack HJ. Friction and 
surface behavior of selected titanium 
alloys during reciprocating-sliding 
motion. Wear. 2001;249:157-167. DOI: 
10.1016/S0043-1648(01)00517-8
[17] Yerokhin AL, Niea X, Leyland 
A, Matthews A. Characterization 
of oxide films produced by plasma 
electrolytic oxidation of a Ti-6Al-4V 
alloy. Surface & Coating Technology. 
2000;130:195-206. DOI: 10.1016/
S0257-8972(00)00719-2
[18] Manivasagam G, Dhinasekaran D, 
Rajamanickam A. Biomedical implants: 
Corrosion and its prevention—A 
review recent patents on corrosion 
science. 2010;2:40-54. DOI: 
10.2174/1877610801002010040
[19] Adya N, Alam M, Ravindranath 
T, Mubeen A, Saluja B. Corrosion in 
titanium dental implants: Literature 
review. The Journal of Indian 
Prosthodontic Society. 2005;5:126-131
[20] Celis JP, Ponthiaux P, editors. 
Testing Tribocorrosion of Passivating 
Materials Supporting Research and 
Industrial Innovation: Handbook. 
Maney Publishing; 2012. ISBN: 
978-1-907975-20-2
[21] Landolt D. Corrosion and Surface 
Chemistry of Metals. Lausanne, 
Switzerland: EPFL Press; 2007. ISBN: 
9780849382338
[22] Virtanen S, Milošev I, Gomez-
Barrena E, Trebše R, Salo J, Konttinen 
YT. Special modes of corrosion 
under physiological and simulated 
physiological conditions. Acta 
Biomaterialia. 2008;4:468-476. DOI: 
10.1016/j.actbio.2007.12.003
[23] Barão VAR, Mathew MT, Assunção 
WG, Yuan JCC, Wimmer MA, Sukotjo 
C. Stability of cp-Ti and Ti-6Al-4V 
alloy for dental implants as a function 
of saliva pH—An electrochemical 
study. Clinical Oral Implants 
Research. 2012;23:1055-1062. DOI: 
10.1111/j.1600-0501.2011.02265.x
[24] Takemoto S, Hattori M, Yoshinari M, 
Kawada E, Oda Y. Corrosion behavior 
and surface characterization of titanium 
in solution containing fluoride and 
albumin. Biomaterials. 2005;26: 
829-837. DOI: 10.1016/j.
biomaterials.2004.03.025
[25] Souza JCM, Ponthiaux P, 
Henriques M, Oliveira R, Teughels W, 
Celis J-P, et al. Corrosion behaviour of 
titanium in the presence of Streptococcus 
mutans. Journal of Dentistry. 
2013;41:528-534. DOI: 10.1016/j.
jdent.2013.03.008
[26] Cadosch D, Al-Mushaiqri MS, 
Gautschi OP, Meagher J, Simmen HP, 
Filgueira L. Biocorrosion and uptake of 
titanium by human osteoclasts. Journal 
of Biomedical Materials Research Part 
A. 2010;95:1004-1010. DOI: 10.1002/
jbm.a.32914
[27] Cruz HV, Souza JCM, Henriques M, 
Rocha LA. Tribocorrosion and bio-
tribocorrosion in the oral environment: 
The case of dental implants. In: Davim 
JP, editor. Biomedical Tribology. 
Portugal: Nova Science Publishers; 2011. 
pp. 1-30. ISBN: 978-1-61470-056-2
[28] Black J. Othopaedic Biomaterials 
in Research and Practice. New York: 
Churchill Livingstone; 1988. ISBN: 
9781138074866
[29] Jacobs JJ, Gilbert JL, 
Urban RM. Corrosion of metal 
orthopaedic implants. Journal of 
Bone and Joint Surgery: American 
Volume. 1998;80:268-282. DOI: 
10.1097/00004623-199802000-0001
[30] Damborenea JJ, Vázquez AJ. Consejo 
Superior de Investigaciones Científicas. 
Biomaterial-supported Tissue Reconstruction or Regeneration
26
Ciencia e ingeniería de la superficie de 
los materiales metálicos. Raycar. Spain; 
2000. ISBN: 978-84-00-07920-8
[31] Baboian R, editor. ASTM Corrosion 
Tests and Standards. Application and 
Interpretation. 2nd ed. Baltimore: 
ASTM International; 2006. ISBN: 
978-0-8031-2098-2
[32] Shih H, editor. Corrosion 
Resistance. United Kingdom: In Tech; 
2012. DOI: 10.5772/1844. ISBN: 
978-953-51-0467-4
[33] Landolt D, Mischler S, 
editors. Tribocorrosion of Passive 
Metals and Coatings. Cambridge: 
Woodhead Publishing; 2011. ISBN: 
978-1-84569-966-6
[34] Landolt D. Electrochemical and 
materials aspects of tribocorrosion 
systems. Journal of Physics 
D. 2006;39:3121-3127. DOI: 
10.1088/0022-3727/39/15/S01
[35] Mischler S, Rosset EA, Landolt 
D. Effect of corrosion on the wear 
behaviour of passivating metals in 
aqueous solutions. Tribology Series. 
1993;25:245-253. DOI: 10.1016/
S0167-8922(08)70380-8
[36] López-Ortega A, Arana JL, 
Bayón R. Tribocorrosion of passive 
materials: A review on test procedures 
and standards. International Journal 
of Corrosion. 2018:24 p. Article ID: 
7345346. DOI: 10.1155/2018/7345346
[37] Song HJ, Kim MK, Jung GC, Vang 
MS, Park YJ. The effects of spark 
anodizing treatment of pure titanium 
metals and titanium alloys on corrosion 
characteristics. Surface and Coatings 
Technology. 2007;201:8738-8745. DOI: 
10.1016/j.surfcoat.2006.11.022
[38] Cobelli N, Scharf B, Crisi GM, 
Hardin J, Santambrogio L. Mediators 
of the inflammatory response to joint 
replacement devices. Nature Reviews 
Rheumatology. 2011;7:600-608. DOI: 
10.1038/nrrheum.2011.128
[39] Saidin S, Abdul Kadir MR, Sulaiman 
E, Abu Kasim NH. Effects of different 
implant—Abutment connections on 
micromotion and stress distribution: 
Prediction of microgap formation. 
Journal of Dentistry. 2012;40:467-474. 
DOI: 10.1016/j.jdent.2012.02.009
[40] do Nascimento C, Barbosa 
RES, Issa JPM, Watanabe E, Ito IY, 
Albuquerque Junior RF. Bacterial 
leakage along the implant—Abutment 
interface of premachined or cast 
components. International Journal 
of Oral and Maxillofacial Surgery. 
2008;37:177-180. DOI: 10.1016/j.
ijom.2007.07.026
[41] Alves SA, Beline T, Barão VAR, 
Sukotjo C, Mathew MT, Rocha 
LA, et al. Chapter 3—Degradation 
of titanium-based implants. In: 
Sousa JCM, Hotza D, Henriques 
B, Boccaccini AR, editors. 
Nanostructured Biomaterials for 
Cranio-maxillofacial and Oral 
Applications. 1st ed. Nederland: 
Elsevier; 2018. pp. 41-46. DOI: 10.1016/
B978-0-12-814621-7.00003-2
[42] Cruz HV, Souza JCM, Henriques 
M, Rocha LA. Chapter 1—
Tribocorrosion and bio-tribocorrosion 
in the oral environment: The case of 
dental implants. In: Davim JP, editor. 
Biomedical Tribology. New York: 
Nova Science Publishers Inc.; 2011. 
pp. 1-30
[43] Jacobs JJ, Hallab NJ, Urban RM, 
Wimmer MA. Wear particles. The 
Journal of Bone and Joint Surgery: 
American Volume. 2006;88(2):99-102. 
DOI: 10.2106/JBJS.F.00102
[44] Kieswetter K, Schwartz Z, Dean 
DD, Boyan BD. The role of implant 
surface characteristic in the healing of 
bone. Critical Reviews in Oral Biology 
& Medicine. 1996;7:329-345
27
Advanced Surface Treatments on Titanium and Titanium Alloys Focused on Electrochemical…
DOI: http://dx.doi.org/10.5772/intechopen.85095
[45] Keller JC, Stanford CM, 
Wightman JP, Draughn RA, Zaharias 
R. Characterization of titanium 
implant surfaces. III. Journal of 
Biomedical Materials Research. 
1994;28:939-946. DOI: 10.1002/
jbm.820280813
[46] Oliveira FG, Ribeiro AR, Perez 
G, Archanjo BS, Gouvea CP, Araújo 
JR, et al. Understanding growth 
mechanisms and tribocorrosion 
behaviour of porous TiO2 anodic films 
containing calcium, phosphorous 
and magnesium. Applied Surface 
Science. 2015;341:1-12. DOI: 10.1016/j.
apsusc.2015.02.163
[47] Kim KH, Ramaswamy 
N. Electrochemical surface modification 
of titanium in dentistry. Dental 
Materials Journal. 2009;28:20-36. DOI: 
10.4012/dmj.28.20
[48] Li LH, Kong YM, Kim HW, Kim 
YW, Kim HE, Heo SJ, et al. Improved 
biological performance of Ti implants 
due to surface modification by 
micro-arc oxidation. Biomaterials. 
2004;25:2867-2875. DOI: 10.1016/j.
biomaterials.2003.09.048
[49] Yang WE, Hsu ML, Lin MC, Chen 
ZH, Chen LK, Huang HH. Nano/
submicron-scale TiO2 network on 
titanium surface for dental implant 
application. Journal of Alloys and 
Compounds. 2009;479:642-647. DOI: 
10.1016/j.jallcom.2009.01.021
[50] Yao C, Webster TJ. Anodization: 
a promising nano-modification 
technique of titanium implants for 
orthopedic applications. Journal of 
nanoscience and nanotechnology. 
2006;6:2682-2692. DOI: 10.1166/
jnn.2006.447
[51] Roy P, Berger S, Schmuki P. TiO2 
nanotubes: Synthesis and applications. 
Angewandte Chemie International 
Edition. 2011;50:2904-2939. DOI: 
10.1002/anie.201001374
[52] Rao BM, Torabi A, Varghese 
OK. Anodically grown functional oxide 
nanotubes and applications. MRS 
Communications. 2016;6:375-396. DOI: 
10/1557/mrc.2016.46
[53] Sul YT, Johansson CB, Petronis 
S, Krozer A, Jeong Y, Wennerberg A, 
et al. Characteristics of the surface 
oxides on turned and electrochemically 
oxidized pure titanium implants up 
to dielectric breakdown: The oxide 
thickness, micropore configurations, 
surface roughness, crystal structure and 
chemical composition. Biomaterials. 
2002;23:491-501. DOI: 10.1016/
S0142-9612(01)00131-4
[54] Hu Y, Cai K, Luo Z, Xu D, Xie 
D, Huang Y, et al. TiO2 nanotubes as 
drug nanoreservoirs for the regulation 
of mobility and differentiation 
of mesenchymal stem cells. Acta 
Biomaterialia. 2012;8:439-448. DOI: 
10.1016/j.actbio.2011.10.021
[55] Demetrescu I, Pirvu C, Mitran 
V. Effect of nano-topographical features 
of Ti/TiO2 electrode surface on cell 
response and electrochemical stability 
in artificial saliva. Bioelectrochemistry. 
2010;79:122-129. DOI: 10.1016/j.
bioelechem.2010.02.001
[56] Yao C, Slamovich EB, Webster 
TJ. Enhanced osteoblast functions on 
anodized titanium with nanotube-
like structures. Journal of Biomedical 
Materials Research. Part A. 2008;85:57-
66. DOI: 10.1002/jbm.a.31551
[57] Indira K, Mudali UK, Nishimura 
T, Rajendran N. A review on TiO2 
nanotubes: Influence of anodization 
parameters, formation mechanism, 
properties, corrosion behavior, and 
biomedical applications. Journal of Bio-
and Tribo-Corrosion. 2015;1:1-28. DOI: 
10.1007/s40735-015-0024-x
[58] Ge M, Li Q , Cao C, Huang J, Li S, 
Zhang S, et al. One-dimensional TiO2 
nanotube photocatalysts for solar water 
Biomaterial-supported Tissue Reconstruction or Regeneration
28
splitting. Advanced Science. 2016;4:1-
31. DOI: 10.1002/advs.201600152
[59] Regonini D, Bowen CR, 
Jaroenworaluck A, Stevens R. A 
review of growth mechanism, 
structure and crystallinity of 
anodized TiO2 nanotubes. Materials 
Science and Engineering: R: Reports. 
2013;74:377-406. DOI: 10.1016/j.
mser.2013.10.001
[60] Macak JM, Tsuchiya H, Ghicov 
A, Yasuda K, Hahn R, Bauer S, et al. 
TiO2 nanotubes: Self-organized 
electrochemical formation, properties 
and applications. Current Opinion 
in Solid State and Materials Science. 
2007;11:3-18. DOI: 10.1016/j.
cossms.2007.08.004
[61] Brammer KS, Frandsen CJ, 
Jin S. TiO2 nanotubes for bone 
regeneration. Trends in Biotechnology. 
2012;30:315-322. DOI: 10.1016/j.
tibtech.2012.02.005
[62] Macak JM, Sirotna K, Schmuki 
P. Self-organized porous titanium 
oxide prepared in Na2SO4/NaF 
electrolytes. Electrochimica Acta. 
2005;50:3679-3684. DOI: 10.1016/j.
electacta.2005.01.014
[63] Shankar K, Mor GK, Prakasam 
HE, Yoriya S, Paulose M, Varghese 
OK, et al. Highly-ordered TiO2 
nanotube arrays up to 220 μm in 
length: use in water photoelectrolysis 
and dye-sensitized solar cells. 
Nanotechnology. 2007;18:1-11. DOI: 
10.1088/0957-4484/18/6/065707
[64] Han SC, Doh JM, Yoon JK, 
Kim GH, Byun JY, Han SH, et al. 
Highly ordered self-organized TiO2 
nanotube arrays prepared by a 
multi-step anodic oxidation process. 
Metals and Materials International. 
2009;15:493-499. DOI: 10.1007/
s12540-009-0493-x
[65] Sulka GD, Kapusta-Kołodziej J, 
Brzózka A, Jaskuła M. Fabrication of 
nanoporous TiO2 by electrochemical 
anodization. Electrochimica Acta. 
2010;55:4359-4367. DOI: 10.1016/j.
electacta.2009.12.053
[66] Ali G, Chen C, Yoo SH, Kum 
JM, Cho SO. Fabrication of complete 
titania nanoporous structures via 
electrochemical anodization of Ti. 
Nanoscale Research Letters. 2011;6:1-10. 
DOI: 10.1186/1556-276X-6-332
[67] Peighambardoust NS, Nasirpouri 
F. Manipulating morphology, pore 
geometry and ordering degree of TiO2 
nanotube arrays by anodic oxidation. 
Surface and Coatings Technology. 
2013;235:727-734. DOI: 10.1016/j.
surfcoat.2013.08.058
[68] Gulati K, Maher S, Findlay 
DM, Losic D. Titania nanotubes for 
orchestrating osteogenesis at the bone—
Implant interface. Nanomedicine. 
2016;11:1847-1864. DOI: doi.
org/10.2217/nnm-2016-0169
[69] Anselme K, Davidson P, Popa 
AM, Giazzon M, Liley M, Ploux 
L. The interaction of cells and bacteria 
with surfaces structured at the 
nanometre scale. Acta Biomaterialia. 
2010;6:3824-3846. DOI: 10.1016/j.
actbio.2010.04.001
[70] Zhao L, Mei S, Chu PK, Zhang Y, 
Wu Z. The influence of hierarchical 
hybrid micro/nano-textured titanium 
surface with titania nanotubes on 
osteoblast functions. Biomaterials. 
2010;31:5072-5082. DOI: 10.1016/j.
biomaterials.2010.03.014
[71] Zhao L, Liu L, Wu Z, Zhang 
Y, Chu PK. Effects of micropitted/
nanotubular titania topographies 
on bone mesenchymal stem cell 
osteogenic differentiation. Biomaterials. 
2012;33:2629-2641. DOI: 10.1016/j.
biomaterials.2011.12.024
[72] Zhang W, Wang G, Liu Y, 
Zhao X, Zou D, Zhu C, et al. The 
29
Advanced Surface Treatments on Titanium and Titanium Alloys Focused on Electrochemical…
DOI: http://dx.doi.org/10.5772/intechopen.85095
synergistic effect of hierarchical 
micro/nano-topography and bioactive 
ions for enhanced osseointegration. 
Biomaterials. 2013;34:3184-3195. DOI: 
10.1016/j.biomaterials.2013.01.008
[73] Popat KC, Leoni L, Grimes CA, 
Desai TA. Influence of engineered 
titania nanotubular surfaces on bone 
cells. Biomaterials. 2007;28:3188-3197. 
DOI: 10.1016/j.biomaterials.2007.03.020
[74] Wang N, Li H, Lü W, Li J, Wang 
J, Zhang Z, et al. Effects of TiO2 
nanotubes with different diameters on 
gene expression and osseointegration 
of implants in minipigs. Biomaterials. 
2011;32:6900-6911. DOI: 10.1016/j.
biomaterials.2011.06.023
[75] Salou L, Hoornaert A, 
Louarn G, Layrolle P. Enhanced 
osseointegration of titanium implants 
with nanostructured surfaces: An 
experimental study in rabbits. Acta 
Biomaterialia. 2015;11:494-502. DOI: 
10.1016/j.actbio.2014.10.017
[76] Brammer KS, Oh S, Gallagher JO, Jin 
S. Enhanced cellular mobility guided by 
TiO2 nanotube surfaces. Nano letters. 
2008;8:786-793. DOI: 10.1021/nl072572o
[77] Park J, Bauer S, Schlegel KA, 
Neukam FW, von der Mark K, Schmuki 
P. TiO2 nanotube surfaces: 15 nm—
An optimal length scale of surface 
topography for cell adhesion and 
differentiation. Small. 2009;5:666-671. 
DOI: 10.1002/smll.200801476
[78] Shi X, Xu Q , Tian A, Tian Y, Xue 
X, Sun H, et al. Antibacterial activities 
of TiO2 nanotubes on Porphyromonas 
gingivalis. RSC Advances. 2015;5:34237-
34242. DOI: 10.1039/c5ra00804b
[79] Li H, Cui Q , Feng B, Wang J, Lu X, 
Weng J. Antibacterial activity of TiO2 
nanotubes: Influence of crystal phase, 
morphology and Ag deposition. Applied 
Surface Science. 2013;284:179-183. DOI: 
10.1016/j.apsusc.2013.07.076
[80] Ercan B, Taylor E, Alpaslan E, 
Webster TJ. Diameter of titanium 
nanotubes influences anti-bacterial 
efficacy. Nanotechnology. 2011;22:1-11. 
DOI: 10.1088/0957-4484/22/29/295102
[81] Park J, Bauer S, von der Mark K, 
Schmuki P. Nanosize and vitality: TiO2 
nanotube diameter directs cell fate. 
Nano letters. 2007;7:1686-16891. DOI: 
10.1021/nl070678d
[82] Bauer S, Park J, Faltenbacher J, 
Berger S, von der Mark K, Schmuki 
P. Size selective behavior of 
mesenchymal stem cells on ZrO2 and 
TiO2 nanotube arrays. Integrative 
Biology. 2009;1:525-532. DOI: 10.1039/
b908196h
[83] Oh S, Brammer KS, Li YSJ, Teng 
D, Engler AJ, Chien S, et al. Stem 
cell fate dictated solely by altered 
nanotube dimension. Proceedings of 
the National Academy of Sciences. 
2009;106:2130-2135. DOI: 10.1073/
pnas.0813200106
[84] Grotberg J, Hamlekhan A, Butt A, 
Patel S, Royhman D, Shokuhfar T, et al. 
Thermally oxidized titania nanotubes 
enhance the corrosion resistance 
of Ti6Al4V. Materials Science and 
Engineering: C. 2016;59:677-689. DOI: 
10.1016/j.msec.2015.10.056
[85] Yu WQ , Qiu J, Xu L, Zhang 
FQ. Corrosion behaviors of TiO2 
nanotube layers on titanium 
in Hank's solution. Biomedical 
Materials. 2009;4:1-6. DOI: 
10.1088/1748-6041/4/6/065012
[86] Wu S, Weng Z, Liu X, Yeung 
KWK, Chu P. Functionalized TiO2 
based nanomaterials for biomedical 
applications. Advanced Functional 
Materials. 2014;24:1-18. DOI: 10.1002/
adfm.201400706
[87] Hamlekhan A, Sinha-Ray S, 
Takoudis C, Mathew MT, Sukotjo C, 
Yarin AL, et al. Fabrication of drug 
Biomaterial-supported Tissue Reconstruction or Regeneration
30
eluting implants: Study of drug release 
mechanism from titanium dioxide 
nanotubes. Journal of Physics D: 
Applied Physics. 2015;48:1-11. DOI: 
10.1088/0022-3727/48/27/275401
[88] Popat KC, Eltgroth M, LaTempa 
TJ, Grimes CA, Desai TA. Titania 
nanotubes: A novel platform for drug-
eluting coatings for medical implants? 
Small. 2007;3:1878-1881. DOI: 10.1002/
smll.200700412
[89] Alves SA, Patel SB, Sukotjo 
C, Mathew MT, Filho PN, Celis 
J-P, et al. Synthesis of calcium-
phosphorous doped TiO2 nanotubes 
by anodization and reverse 
polarization: A promising strategy 
for an efficient biofunctional implant 
surface. Applied Surface Science. 
2017;399:682-701. DOI: 10.1016/j.
apsusc.2016.12.105
[90] Alves SA , Rossi AL, Ribeiro AR, 
Gemini-Piperni S, Silva RC, Saraiva 
AM, et al. TiO2 nanotubes enriched 
with calcium, phosphorous and zinc: 
Promising bio-selective functional 
surfaces for osseointegrated titanium 
implants. RSC Advances. 2017;7: 
49720-49738. DOI: 10.1039/
C7RA08263K
[91] Crawford GA, Chawla N, Houston 
J. Nanomechanics of biocompatible 
TiO2 nanotubes by interfacial force 
microscopy (IFM). Journal of the 
Mechanical Behavior of Biomedical 
Materials. 2009;2:580-587. DOI: 
10.1016/j.jmbbm.2008.10.004
[92] Crawford GA, Chawla N, 
Das K, Bose S, Bandyopadhyay 
A. Microstructure and deformation 
behavior of biocompatible TiO2 
nanotubes on titanium substrate. Acta 
Biomaterialia. 2007;3:359-367. DOI: 
10.1016/j.actbio.2006.08.004
[93] Xu YN, Liu MN, Wang MC, Oloyede 
A, Bell JM, Yan C. Nanoindentation 
study of the mechanical behavior 
of TiO2 nanotube arrays. Journal of 
Applied Physics. 2015;118:1-7. DOI: 
10.1063/1.4932213
[94] Rho JY, Kuhn-Spearing L, 
Zioupos P. Mechanical properties and 
the hierarchical structure of bone. 
Medical Engineering & Physics. 
1998;20:92-102. DOI: 10.1016/
S1350-4533(98)00007-1
[95] Wang X, Xu S, Zhou S, Xu W, 
Leary M, Choong P, et al. Topological 
design and additive manufacturing 
of porous metals for bone scaffolds 
and orthopaedic implants: A review. 
Biomaterials. 2016;83:127-141. DOI: 
10.1016/j.biomaterials.2016.01.012
[96] Rho JY, Tsui TY, Pharr GM. Elastic 
properties of human cortical and 
trabecular lamellar bone measured 
by nanoindentation. Biomaterials. 
1997;18:1325-1330. DOI: 10.1016/
s0142-9612(97)00073-2
[97] Soares P, Mikowski A, Lepienski CM, 
Santos E, Soares GA, Kuromoto NK.  
Hardness and elastic modulus of 
TiO2 anodic films measured by 
instrumented indentation. Journal 
of Biomedical Materials Research 
Part B: Applied Biomaterials. 
2008;84:524-530
[98] Yu D, Zhu X, Xu Z, Zhong X, 
Gui Q , Song Y, et al. Facile method to 
enhance the adhesion of TiO2 nanotube 
arrays to Ti substrate. ACS Applied 
Materials & Interfaces. 2014;6: 
8001-8005. DOI: 10.1021/am5015716
[99] Ouyang HM, Fei GT, Zhang Y, Su H, 
Jin Z, Xu SH, et al. Large scale free-
standing open-ended TiO2 nanotube 
arrays: Stress-induced self-detachment 
and in situ pore opening. Journal of 
Materials Chemistry C. 2013;1: 
7498-7506. DOI: 10.1039/c3tc31642d
[100] Zhao M, Li J, Li Y, Wang J, Zuo 
Y, Jiang J, et al. Gradient control 
of the adhesive force between Ti/
31
Advanced Surface Treatments on Titanium and Titanium Alloys Focused on Electrochemical…
DOI: http://dx.doi.org/10.5772/intechopen.85095
TiO2 nanotubular arrays fabricated 
by anodization. Scientific Reports. 
2014;4:1-7. DOI: 10.1038/srep07178
[101] Alves SA, Rossi AL, Ribeiro AR, 
Toptan F, Pinto AM, Celis JP, et al. 
Tribo-electrochemical behavior of 
bio-functionalized TiO2 nanotubes 
in artificial saliva: understanding 
of degradation mechanisms. Wear. 
2017;384-385:28-42. DOI: 10.1016/j.
wear.2017.05.005
[102] Alves SA, Rossi AL, Ribeiro AR, 
Toptan F, Pinto AM, Celis JP, et al. 
Improved tribocorrosion performance 
of bio-functionalized TiO2 nanotubes 
under two-cycle sliding actions 
in artificial saliva. Journal of the 
Mechanical Behavior of Biomedical 
Materials. 2018;80:143-154. DOI: 
10.1016/j.jmbbm.2018.01.038
[103] Alves SA, Rossi AL, Ribeiro 
AR, Werckmann J, Celis JP, Rocha 
LA, et al. A first insight on the bio-
functionalization mechanisms of TiO2 
nanotubes with calcium, phosphorous 
and zinc by reverse polarization 
anodization. Surface and Coatings 
Technology. 2017;324:153-166. DOI: 
10.1016/j.surfcoat.2017.05.073
[104] Mohedano M, Arrabal R, Mingo 
B. PEO of pre-anodized Al-Si alloys: 
Corrosion properties and influence 
of sealings. Applied Surface Science. 
2015;346:57-67. DOI: 10.1016/j.
apsusc.2015.03.206
[105] Dehnavi V, Li B, Shoesmith DW, 
Yang X, Rohani S. Effect of duty cycle 
and applied current frequency on 
plasma electrolytic oxidation 
(PEO) coating growth behavior. 
Surface & Coatings Technology. 
2013;226:100-107. DOI: 10.1016/j.
surfcoat.2013.03.041
[106] Rapheal G, Kumar S, Scharnagl 
N, Blawert C. Effect of current 
density on the microstructure and 
corrosion properties of plasma 
electrolytic oxidation (PEO) coatings 
on AM50 Mg alloy produced in an 
electrolyte containing clay additives. 
Surface & Coatings Technology. 
2016;289:150-164. DOI: 10.1016/j.
surfcoat.2016.01.033
[107] Matykina E, Arrabal R, Pardo A, 
Mohedano M, Mingo B. Energy-efficient 
PEO process of aluminium alloys. 
Materials Letter. 2014;127:13-16. DOI: 
10.1016/j.matlet.2014.04.077
[108] Hussein RO, Nie X, Northwood 
DO. Production of high quality coatings 
on light alloys using plasma electrolytic 
oxidation (PEO). WIT Transactions on 
Built Environment. 2017;166:439-454. 
DOI: 10.2495/HPSM160411
[109] López-Ortega A, Arana JL, 
Rodríguez E, Bayón R. Corrosion, 
wear and tribocorrosion performance 
of a thermally sprayed aluminum 
coating modified by plasma electrolytic 
oxidation technique for offshore 
submerged components protection. 
Corrosion Science. 2018;143:258-280. 
DOI: 10.1016/j.corsci.2018.08.001
[110] Dehnavi V, Shoes mith DW, 
Luan BL, Yari M, Liu XY, Rohani 
S. Corrosion properties of plasma 
electrolytic oxidation coatings on an 
aluminium alloy e The effect of the PEO 
process stage. Materials Chemistry and 
Physics. 2015;161:49-58. DOI: 10.1016/j.
matchemphys.2015.04.058
[111] Fatkullin AR, Parfenov EV, 
Yerokhin A, Lazarev DM, Matthews 
A. Effect of positive and negative 
pulse voltages on surface properties 
and equivalent circuit of the plasma 
electrolytic oxidation process. Surface & 
Coatings Technology. 2015;284:427-437. 
DOI: 10.1016/j.surfcoat.2015.07.075
[112] Kuromoto KN, Simão RE, Soares 
GA. Titanium oxide films produced 
on commercially pure titanium by 
anodic oxidation with different 
voltages. Materials Characterization. 
Biomaterial-supported Tissue Reconstruction or Regeneration
32
2007;58(2):114-121. DOI: 10.1016/j.
matchar.2006.03.020
[113] Saénz de Viteri V, Bayón R, 
Igartua A, Barandika G, Esteban 
Moreno J, Pérez-Jorge Peremarch C, 
et al. Structure, tribocorrosion and 
biocide characterization of Ca, P and I 
containing TiO2 coatings developed by 
plasma electrolytic oxidation. Applied 
Surface Science. 2016;367:1-10. DOI: 
0.1016/j.apsusc.2016.01.145
[114] Shokouhfar M, Dehghanian 
C, Montazeri M, Baradaran 
A. Preparation of ceramic coating on 
Ti substrate by plasma electrolytic 
oxidation in different electrolytes and 
evaluation of its corrosion resistance: 
Part II. Applied Surface Science. 
2012;258:2416-2423. DOI: 10.1016/j.
apsusc.2011.10.064
[115] Goriainov V, Cook R, Latham JM, 
Dunlop DG, Oreffo ROC. Bone and 
metal: An orthopaedic perspective 
on osseointegration of metals. Acta 
Biomaterialia. 2014;10:4043-4057. DOI: 
10.1016/j.actbio.2014.06.004
[116] Alves SA, Bayón R, Igartua 
A, Saénz de Viteri V, Rocha 
LA. Tribocorrosion behavior of 
anodic titanium oxide films produced 
by plasma electrolytic oxidation for 
dental implants. Lubrication Science. 
2013;26:500-513. DOI: 10.1002/ls.1234
[117] Alves SA, Bayón R, Saénz de Viteri 
V, García MP, Igartua A, Fernandes 
MH, et al. Tribocorrosion behavior of 
calcium and phosphorous-enriched 
titanium oxide films and study of 
osteoblast interactions for dental 
applications. Journal do Bio- and Tribo-
Corrosion. 2015;1:1-23. DOI: 10.1007/
s40735-015-0023-y
[118] Marques IDV, Barão VAR, da Cruz 
NC, Yuan JCC, Mesquita MF, Ricomini-
Filho AP, et al. Electrochemical behavior 
of bioactive coatings on cp-Ti surface for 
dental application. Corrosion Science. 
2015;100:133-146. DOI: 10.1016/j.
corsci.2015.07.019
[119] Arena MA, Pérez-Jorge C, Conde 
A, Matykina E, Hernández-López JM, 
Pérez-Tanoira R, et al. Doped TiO2 
anodic layers of enhanced antibacterial 
properties. Colloids and Surfaces, B: 
Biointerfaces. 2013;105:106-112. DOI: 
10.1016/j.colsurfb.2012.12.051
[120] Zhang E, Li F, Wang H, Liu 
J, Wang C, Li M, et al. A new 
antibacterialtitanium-copper sintered 
alloy: Preparation and antibacterial 
property. Materials Science and 
Engineering: C. 2013;33:4280-4287. 
DOI: 10.1016/j.msec.2013.06.016
[121] Yetim AF. Investigation of wear 
behavior of titanium oxide films, 
produced by anodic oxidation, on 
commercially pure titanium in vacuum 
conditions. Surface and Coatings 
Technology. 2010;205:1757-1763. DOI: 
10.1016/j.surfcoat.2010.08.079
[122] Keronite. What is plasma 
electrolytic oxidation? [Internet]. 2017. 
Available from: https://blog.keronite.
com/what-is-plasma-electrolytic-
oxidation-article [Accessed: Oct 31, 
2018]
[123] Ceschini L, Lanzoni E, Martini C, 
Prandstraller D, Sambogna G.  
Comparison of dry sliding friction and 
wear of Ti6Al4V alloy treated by plasma 
electrolytic oxidation and PVD coating. 
Wear. 2008;264(1-2):86-95. DOI: 
10.1016/j.wear.2007.01.045
[124] Ravanetti F, Borghetti P, De 
Angelis E, Chiesa R, Martini FM, Gabbi 
C, et al. In vitro cellular response and 
in vivo primary osteointegration of 
electrochemically modified titanium. 
Acta Biomaterialia. 2010;6:1014-1024. 
DOI: 10.1016/j.actbio.2009.09.022
[125] Alves AC, Oliveira F, Wenger F, 
Ponthiaux P, Celis JP, Rocha LA.  
Tribocorrosion behaviour of 
33
Advanced Surface Treatments on Titanium and Titanium Alloys Focused on Electrochemical…
DOI: http://dx.doi.org/10.5772/intechopen.85095
anodic treated titanium surfaces 
intended for dental implants. 
Journal of Physics D: Applied 
Physics. 2013;46(40):1-9. DOI: 
10.1088/0022-3727/46/40/404001
[126] Ribeiro AR, Oliveira F, Boldrini 
LC, Leite PE, Falagan-Lotsch P, Linhares 
ABR, et al. Micro-arc oxidation as a tool 
to develop multifunctional calcium-rich 
surfaces for dental implant applications. 
Materials Science and Engineering: 
C. 2015;54:196-206. DOI: 10.1016/j.
msec.2015.05.012
[127] Shirai T, Shimizu T, Ohtani 
K, Zen Y, Takaya M, Tsuchiya 
H. Antibacterialiodine-supported 
titanium implants. Acta Biomaterialia. 
2011;7:1928-1933. DOI: 10.1016/j.
actbio.2010.11.036
[128] Marques IDV, Alfaro MF, da 
Cruz NCZ, Mesquita MF, Takoudis 
C, Sukotjo C, et al. Tribocorrosion 
behaviour of biofunctional 
titanium oxide films produced by 
micro-arc oxidation: Synergism 
and mechanisms. Journal of the 
Mechanical Behavior of Biomedical 
Materials. 2018;60:8-21. DOI: 
10.1016/j.jmbbm.2015.12.030
[129] Chen L, Wei K, Qu Y, 
Li T, Chang B, Liao B, et al. 
Characterization of plasma electrolytic 
oxidation film on biomedical high 
niobium-containing β-titanium alloy. 
Surface and Coatings Technology. 
2018;352:295-301. DOI: 10.1016/j.
surfcoat.2018.08.025
[130] Niinomi M, Nakai M, Hieda 
J. Development of new metallic alloys 
for biomedical applications. Acta 
Biomaterialia. 2012;8(11):3888-3903. 
DOI: 10.1016/j.actbio.2012.06.037
[131] Mattox DM. Handbook of Physical 
Vapor Deposition (PVD) Processing. 
2nd ed. Norwich, NY, Oxford: William 
Andrew, Elsevier Science; 2010. ISBN: 
978-0-8155-2037-5
[132] Martin PM. Handbook of 
Deposition Technologies for 
Films and Coatings. Science, 
Applications and Technology. 3rd 
ed. Elsevier Publishing; 2009. ISBN: 
978-0-8155-2031-3
[133] Sanders DM, Anders A. Review 
od cathodic arc deposition technology 
at the start of the new millenium. 
Surface and Coatings Technology. 
2000;133—134:78-90. DOI: 0.1016/
S0257-8972(00)00879-3
[134] Sanchette F, Ducros C, Schmitt 
T, Steyer P, Billard A. Nanostructured 
hard coatings deposited by cathodic 
arc deposition: From concepts to 
applications. Surface and Coatings 
Technology. 2011;205:5444-5453. DOI: 
10.1016/j.surfcoat.2011.06.015
[135] Wasa K, Kanno I, Kotera 
H. Handbook of Sputter Deposition 
Technology. 2nd ed. United States of 
America: Elsevier Publishing; 2012. 
ISBN: 978-1-4377-3483-6
[136] Brauer G, Szyszka B, Vergohl M, 
Bandorf R. Magnetron Sputtering-
Milestones of 30 years. Vacuum. 
2010;84:1354-1359. DOI: 10.1016/j.
vacuum.2009.12.014
[137] Kelly PJ, Arnell RD. Magnetron 
sputtering: A review of recent 
developments and applications. 
Vacuum. 2000;56:159-172. DOI: 
10.1016/S0042-207X(99)00189-X
[138] Sarakinos K, Alami J, 
Konstantinidis S. High power pulsed 
magnetron sputtering: A review on 
scientific and enginnering state of the 
art. Surface and coatings technology. 
2010;204:1661-1684. DOI: 10.1016/j.
surfcoat.2009.11.013
[139] Kouznetsov V, Macak K, 
Schneider JM, Helmersson U, Petrov 
I. A novel pulsed magnetron sputter 
technique utilizing very high target 
power densities. Surface and coatings 
Biomaterial-supported Tissue Reconstruction or Regeneration
34
technology. 1999;122:290-293. DOI: 
10.1016/S0257-8972(99)00292-3
[140] Helmersson U, Lattemann 
M, Bohlmark J, Ehiasarian AP, 
Gudmundsson JT. Ionized physical 
vapor deposition (IPVD): A review of 
technology and applications. Thin Solid 
films. 2006;513:1-24. DOI: 10.1016/j.
tsf.2006.03.033
[141] Samuelsson M, Lundin D, 
Jensen J, Raadu MA, Gudmunsson JT, 
Helmersson U. On the film density 
using high power impulse magnetron 
sputtering. Surface and coatings 
technology. 2010;205(2):591-596. DOI: 
10.1016/j.surfcoat.2010.07.041
[142] Antunes RA, de Oliveira 
MC. Corrosion processes of physical 
vapor deposition-coated implants. 
Critical Reviews in Biomedical 
Engineering. 2009;37(6):425-460. DOI: 
10.1615/CritRevBiomedEng.v37.i6.10
[143] Ching HA, Choudhury D, 
Nine MJ, Osman NAA. Effects of 
surface coating on reducing friction 
and wear of orthopaedic implants. 
Science and technology of advanced 
materials. 2014;15:014402. DOI: 
10.1088/1468-6996/15/1/014402
[144] Love CA, Cook RB, Harvey TJ, 
Deranley PA, Wood RJK. Diamond like 
carbon coatings for potential application 
in biological implants-a review. 
Tribology international. 2013;63:141-
150. DOI: 10.1016/j.triboint.2012.09.006
[145] Donnet C, Erdemir A.  
Tribology of Diamond-like Carbon 
Films: Fundamentals and Applications. 
United State of America: Springer; 2008. 
ISBN: 978-0-387-30264-5
[146] Choudhury D, Lackner J, 
Fleming RA, Goss J, Chen J, Zou 
M. Diamond-like carbon coatings with 
zirconium-containing interlayers for 
orthopedic implants. Journal of the 
mechanical behavior of biomedical 
materials. 2017;68:51-61. DOI: 10.1016/j.
jmbbm.2017.01.023
[147] Hatem A, Lin J, Wei R, Torres 
RD, Laurindo C, Biscaia de Souza 
G, et al. Tribocorrosion behavior of 
low friction TiSiCN nanocomposite 
coatings deposited on titanium alloy 
for biomedical applications. Surface & 
Coatings Technology. 2018;347:1-12. 
DOI: 10.1016/j.surfcoat.2018.04.049
[148] Sáenz de Viteri V, Barandika 
MG, Ruiz de Gopegui U, Bayón R, 
Zubizarreta C, Fernández X, et al. 
Characterization of Ti-C-N coatings 
deposited on Ti6Al4V for biomedical 
applications. Journal of Inorganic 
Biochemistry. 2012;117:359-366. DOI: 
10.1016/j.jinorgbio.2012.09.012
[149] Sáenz de Viteri V, Barandika 
MG, Bayón R, Fernández X, Ciarsolo 
I, Igartua A, et al. Development 
of Ti-C-N coatings with improved 
tribological behavior and antibacterial 
properties. Journal of the Mechanical 
Behavior of Biomedical Materials. 
2015;55:75-86. DOI: 10.1016/j.
jmbbm.2015.10.020
[150] Bayón R, Igartua A, González 
JJ, Ruiz de Gopegui U. Influence of 
the carbon content on the corrosion 
and tribocorrosion perfromance 
of Ti-DLC coatings for biomedical 
alloys. Tribology International. 
2015;88:115-125. DOI: 10.1016/j.
triboint.2015.03.007
[151] Braic V, Braic M, Balaceanu M, 
Vladescu M, Zoita CN, Titorencu I, 
et al. (Zr,Ti)CN coatings as potential 
candidates for biomedical applications. 
Surface & Coatings Technology. 
2011;206:604-609. DOI: 10.1016/j.
surfcoat. 2011.03.074
[152] Schutze M, Bender R, Schutze 
KG. Corrosion Resistance of High-
performance Materials. 2nd ed. 
Frankfurt: Wiley-VCH; 2012. ISBN: 
978-3-527-33435-3
35
Advanced Surface Treatments on Titanium and Titanium Alloys Focused on Electrochemical…
DOI: http://dx.doi.org/10.5772/intechopen.85095
[153] Mendizabal L, López A, Bayón 
R, Herrero-Fernández P, Barriga 
J, González JJ. Tribocorrosion 
response in biological environments 
of multilayer TaN films deposited 
by HPPMS. Surface & Coatings 
Technology. 2016;295:60-69. DOI: 
10.1016/j.surfcoat.2015.11.012
[154] Valero Vidal C, Igual Muñoz 
A. Electrochemical characterisation of 
biomedical alloys for surgical implants 
in simulated body fluids. Corrosion 
Science. 2008;50:1954-1961. DOI: 
10.1016/j.corsci.2008.04.002
[155] H-Li H, Chang Y-Y, M-Cheng 
L, C-Rong L, C-Ho L, T-Ming 
S. Antibacterial TaN-Ag coatings 
on titanium dental implants. 
Surface & Coatings Technology. 
2010;205:1636-1641. DOI: 10.1016/j.
surfcoat.2010.07.096
[156] Narayanan R, Seshadri SK, Kwon 
TY, Kim KH. Calcium phosphate-
based coatings on titanium and its 
alloys. Journal of Biomedical Materials 
Research Part B: Applied Biomaterials. 
2008;85:279-299. DOI: 10.1002/
jbm.b.30932
[157] Surmenev RA, Surmeneva MA, 
Ivanova AA. Significance of calcium 
phosphate coatings for the enhancement 
of new bone osteogenesis: A review. 
Acta Biomaterialia. 2014;10(2):557-579. 
DOI: 10.1016/j.actbio.2013.10.036
[158] Vranceanu DM, Cotrut CM, 
Bramowicz M, Titorencu I, Kulesza 
S, Kiss A, et al. Osseointegration of 
sputtered SiC-added hydroxyapatite 
for orthopaedic applications. Ceramic 
International. 2016;42:10085-10093. 
DOI: 10.1016/j.ceramint.2016.03.114
[159] Vladescu A, Birlik I, Braic 
V, Toparli M, Celik E, Ak Azem 
F. Enhancement of the mechanical 
properties of hydroxyapatite by SiC 
addition. Journal of the Mechanical 
Behavior of Biomedical Materials. 
2014;40:362-368. DOI: 10.1016/j.
jmbbm.2014.08.025
[160] Ak Azem F, Kiss A, Birlik I, Braic V, 
Luculescu C, Vladescu A. The corrosion 
and bioactivity behavior of SiC doped 
hydroxyapatite for dental applications. 
Ceramics International. 2014;40(10 A): 
15881-15887
